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(4)  Introduction 

At  present,  biopsy  is  the  gold  standard  in  breast  lesion  characterization.  However,  the 
positive  breast  biopsy  rate  is  only  about  15-30%.  This  means  that  70-85%  of  breast  biopsies  are 
performed  for  benign  lesions.  In  order  to  reduce  patient  anxiety  and  morbidity,  as  well  as  to 
decrease  health  care  costs,  it  is  desirable  to  reduce  the  number  of  benign  biopsies  without 
missing  malignancies.  Mammography  and  sonography  are  two  low-cost  imaging  modalities  that 
may  be  improved  so  that  radiologists  can  obtain  more  accurate  diagnostic  information  to 
differentiate  malignant  and  benign  lesions.  Computerized  analysis  of  the  lesions  on  these  images 
is  one  of  the  promising  tools  that  may  improve  the  radiologists’  accuracy  in  characterizing  these 
lesions  by  providing  a  consistent  and  reliable  second  opinion  to  radiologists. 

In  this  project,  our  goal  is  to  analyze  volumetric  images  to  improve  the  accuracy  of 
computerized  sonographic  breast  lesion  characterization,  and  to  combine  these  characterization 
results  with  those  obtained  by  computerized  analysis  of  mammograms.  Computerized  image 
analysis,  feature  extraction,  and  classification  methods  will  be  developed  to  characterize  breast 
masses  on  three-dimensional  or  volumetric  ultrasound  (US)  images.  The  output  of  the  classifier 
will  be  a  computer  rating  related  to  the  likelihood  of  malignancy  of  the  mass.  The  accuracy  of 
this  rating  will  be  studied  by  comparing  it  to  the  biopsy  results.  We  will  then  combine  this  rating 
with  a  similar  rating  obtained  by  computerized  analysis  of  the  mammograms  of  the  same  patient. 
The  combined  classifier  is  expected  to  be  more  accurate  than  either  classifier  alone. 

(5)  Body 

In  the  current  project  year  (9/6/04-9/5/05),  we  have  performed  the  following  studies: 

(A)  Observer  experiment  with  CAD  on  3D  US  images 
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Earlier  in  our  project,  we  conducted  a  study  to  investigate  if  our  computer  classifier  that  uses 
3D  US  volumes  would  improve  radiologists’  accuracy  in  differentiation  of  malignant  and  benign 
breast  masses  on  ultrasound  images.  The  results  of  this  analysis  were  also  submitted  to  the 
journal  Radiology  as  an  original  research  paper  [1]  (Appendix  1).  This  paper  is  still  under 
review  after  revisions  performed  in  the  current  year.  We  present  below  the  additional  analyses 
performed  in  the  no-cost  time  extension  (NCTX)  period. 

The  data  set,  methods  and  the  results  for  this  study  are  explained  in  detail  in  Appendix  1. 
Our  previously  developed  computer  algorithm  [2]  had  an  area  under  the  Receiver  Operating 
Characteristic  (ROC)  curve  of  Az=0.92.  Five  radiologists  (RAD1-RAD5)  participated  in  this 
study  as  observers.  They  read  the  3D  US  images  using  a  specially-developed  software  first 
without  CAD  and  then  with  CAD.  They  provided  a  likelihood  of  malignancy  (LM)  rating  under 
both  conditions.  The  LM  ratings  of  the  radiologists  with  and  without  CAD  were  analyzed  using 
ROC  methodology  [3], 

In  the  NTCX  period,  we  analyzed  the  data  to  investigate  how  heavily  the  radiologists  rely  on 
the  computer  results.  When  an  observer  experiment  is  performed  to  investigate  the  impact  of 
CAD  on  radiologists’  decisions,  there  may  be  a  concern  that,  in  a  laboratory  environment,  the 
radiologists  may  rely  too  heavily  on  the  CAD  system  without  adequately  merging  the  computer 
output  with  their  own  judgment.  To  investigate  whether  this  is  the  case,  we  estimated  the 
correlation  between  the  radiologists’  readings  with  CAD  to  (i)  their  readings  without  CAD,  and 
(ii)  the  computer  scores.  We  then  estimated  the  statistical  significance  of  the  difference 
between  these  two  correlation  coefficients  using  Cohen  and  Cohen’s  method  [4],  If  the 
radiologists  utilize  the  computer  scores  only  when  they  believe  it  makes  a  true  contribution  to 
their  original  assessment,  then  the  correlation  (i)  above  should  be  significantly  higher  than  (ii). 


The  correlations  between  the  radiologists’  readings  with  and  without  CAD,  and  those  between 
radiologists’  readings  with  CAD  and  computer  scores  are  shown  in  Table  1.  The  former  of  these 
correlations  was  higher  than  the  latter  for  all  five  radiologists,  and  the  difference  between  the 
two  was  statistically  significant  (pel O'6)  for  four  radiologists.  This  result  indicates  that  when 
they  read  with  CAD,  radiologists  had  a  higher  agreement  with  their  reading  before  CAD 
compared  to  their  agreement  with  computer  scores. 

Table  1. 

Correlations  between  the  radiologists’  LM  ratings  with  and  without  CAD,  and  those 
between  radiologists’  LM  ratings  with  CAD  and  computer  scores 

Rad  No  Correlation  between  LM  ratings  with  CAD  and  p- value 

LM  ratings  w/o  CAD  Computer  scores 


1 

0.94 

0.70 

<10'6 

2 

0.96 

0.61 

<10'6 

3 

0.96 

0.72 

<10'6 

4 

0.86 

0.83 

0.26 

5 

0.94 

0.70 

<10'6 

We  also  investigated  whether  further  combining  the  computer  scores  with  the  radiologists’ 
readings  with  CAD  may  improve  the  accuracy  in  the  characterization  task.  If  the  radiologists 

excessively  rely  on  the  computer  scores,  then  such  a  combination  should  not  improve  the 
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accuracy  beyond  that  of  the  computer  classifier.  The  computer  scores  were  combined  with  the 
radiologists’  LM  ratings  with  CAD  by  first  normalizing  the  computer  scores  to  the  same  range 
as  the  radiologist’s  scores  (0-100)  and  then  averaging.  The  average  scores  were  analyzed  using 
ROC  methodology.  The  resulting  Az  values  are  listed  in  Table  2.  It  is  observed  that  by 
combining  the  scores  in  this  manner,  the  Az  values  of  four  out  of  five  radiologists  can  be 
improved  beyond  that  of  the  computer  classifier  alone.  Using  the  DBM  method,  it  was  also 
found  that  the  average  Az  value  over  all  radiologists  (=0.94),  if  this  strategy  was  used,  would  be 
significantly  higher  (p=0.008)  than  the  average  Az  (=0.90)  from  the  radiologists’  LM  ratings 
with  CAD  obtained  in  our  observer  experiment. 

Table  2. 

The  Az  values  when  the  radiologist  LM  ratings  with  CAD  are  averaged  with  computer 
scores 


R1 

R2 

R3 

R4 

R5 

Computer  score 

0.94 

0.92 

0.94 

0.95 

0.94 

0.92 

When  radiologists  perform  a  laboratory  experiment  with  CAD,  there  may  be  a  concern 
that  they  may  overly  rely  on  the  computer  results,  especially  if  they  know  that  the  computer 
classifier  is  very  accurate.  However,  our  observations  indicated  that  the  radiologists  did  not 
develop  a  trend  to  follow  the  computer  ratings  in  this  study.  First,  we  discussed  in  our  previous 
yearly  report,  the  radiologists  did  not  change  their  LM  rating  substantially  (i.e.,  greater  than  or 
equal  to  5  on  the  100  point  scale)  with  CAD  in  64%  (326/510)  of  the  readings.  Second,  the 
correlation  analysis  (Table  1)  indicates  that  the  LM  ratings  of  a  radiologist  with  and  without 
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CAD  were  highly  correlated,  whereas  the  correlation  between  “computer  scores”  and  their  “LM 
ratings  with  CAD”  was  significantly  lower  for  four  readers.  Third,  when  the  radiologist  LM 
ratings  with  CAD  were  further  combined  with  the  computer  scores  by  averaging,  the  Az  values 
of  four  of  the  radiologists  were  higher  than  that  of  the  computer  classifier.  Had  the  radiologists 
excessively  relied  on  the  computer,  one  would  not  expect  these  combined  scores  to  be  more 
accurate  than  the  computer  classifier.  We  therefore  conclude  that  the  radiologists  did  not  rely 
on  the  computer  scores  excessively. 

In  the  NCTX  period,  we  also  statistically  analyzed  the  change  in  radiologists’  sensitivity 
and  specificity  with  CAD.  For  this  purpose,  we  employed  McNemar’s  test  [5]  by  considering 
the  number  of  beneficial  and  detrimental  changes  with  CAD  in  biopsy  recommendation  for  the 
malignant  cases.  If  a  malignant  case  was  not  recommended  for  biopsy  without  CAD,  but  was 
recommended  for  biopsy  with  CAD,  this  was  defined  as  a  beneficial  change.  If  a  malignant  case 
was  recommended  for  biopsy  without  CAD,  but  was  not  recommended  for  biopsy  with  CAD, 
this  was  defined  as  a  detrimental  change.  We  similarly  applied  McNemar’s  test  to  benign  cases 
to  investigate  whether  the  change  in  specificity  with  CAD  is  statistically  significant. 
McNemar’s  test  was  applied  to  under  two  kinds  of  conditions:  In  the  first  condition,  we  used  a 
2%  LM  threshold  for  reading  both  without  and  with  CAD.  Under  this  condition,  on  the  average, 
we  observed  an  improvement  in  the  sensitivity  (0.96  and  0.98  without  and  with  CAD 
respectively)  and  a  decrease  in  specificity  (0.22  and  0.19  without  and  with  CAD,  respectively). 
Under  condition  #1,  the  change  in  the  sensitivity  and  specificity  did  not  achieve  statistical 
significance  for  any  radiologist  (range  of  p-values  using  McNemar’s  test:  0.157-1.00  for 
sensitivity,  and  0.102-1.00  for  specificity).  Under  the  second  condition,  we  adjusted  the  LM 
threshold  for  reading  with  CAD  to  7%.  At  this  threshold,  the  average  sensitivity  both  without 


8 


and  with  CAD  were  96%,  so  that  the  comparison  for  specificity  with  and  without  CAD  are 
performed  at  corresponding  operating  points  on  the  ROC  curve.  Under  this  condition,  the 
improvement  in  specificity  for  4  out  of  5  radiologists  was  statistically  significant  (p<0.002, 
McNemar’s  test),  while  the  change  in  sensitivity  for  each  radiologist  was  insignificant. 

(B)  Observer  experiment  with  CAD  on  3D  US  images  and  mammograms 

In  the  NCTX  period,  we  completed  our  observer  study  for  evaluating  the  effect  of  the 
multimodality  computer  classier  on  radiologists’  accuracy  for  the  characterization  of  masses  on 
US  volumes  and  mammograms.  The  details  of  the  data  set  and  the  computer  classification 
method  is  provided  in  out  previous  yearly  report.  Briefly,  we  had  32  benign  and  35  malignant 
masses  in  our  data  set.  The  total  number  of  mammographic  views  was  163,  with  each  case 
containing  between  one  and  three  views  (CC,  MLO,  or  LAT).  Ten  radiologists  read  the  cases 
sequentially  under  three  conditions.  First,  the  radiologist  read  the  mammogram  regions  of 
interest  (ROIs),  and  provided  a  BI-RADS  (Breast  Imaging  Reporting  and  Data  System)  score 
and  a  likelihood  of  malignancy  rating.  Second,  the  US  images  were  displayed  along  with  the 
mammogram  ROIs,  the  radiologist  provided  a  second  malignancy  rating,  and  recommended:  (i) 
1-year  follow-up;  (ii)  short-term  follow-up;  or  (iii)  biopsy.  Third,  the  computer  score  was 
displayed,  and  the  radiologist  provided  a  third  malignancy  rating  and  revised  the  recommended 
action.  The  radiologist  ratings  were  analyzed  using  ROC  analysis.  We  also  analyzed  the 
sensitivity  and  specificity  under  the  three  different  reading  conditions. 

Figure  1  shows  the  Az  values  of  each  radiologist  under  the  three  reading  conditions.  It  is 
observed  that  for  each  radiologist,  condition  3  (reading  with  CAD)  was  the  most  accurate, 
followed  by  condition  2  (reading  the  US  and  mammograms  images  without  CAD)  and  then 
followed  by  condition  1  (reading  mammogram  images  alone).  The  Az  value  of  the  computer 
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(0.92)  is  also  shown  as  a  dotted  line.  It  is  observed  that  six  of  the  radiologists’  Az  values  under 
condition  2  are  higher  than  that  of  the  computer  classifier’s.  Despite  this,  all  of  the  radiologists 
showed  improvement  when  they  read  with  CAD. 


Mammo 
alone 

^22222229  yyj  q 

+US 

■  Mammo 
+US+CAD 

- Computer 

alone 

1  23456789  10 

Radiologist 

Figure  1:  The  area  Az  under  the  ROC  curve  for  each  radiologist  under  the  three  reading  conditions. 

Figure  2  shows  the  average  ROC  curves  obtained  by  averaging  the  a  and  b  values  under 
each  of  the  reading  conditions  for  the  ten  radiologists.  The  average  Az  values  under  the 
conditions  (1),  (2),  and  (3)  were  0.87,  0.93,  and  0.95,  respectively. 
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Figure  2:  The  average  ROC  curves  for  the  ten  radiologists  under  the  three  reading  conditions. 

To  investigate  whether  the  improvement  with  CAD  is  statistically  significant,  we  used 
Dorfman  Berbaum-Metz  multiple  reader  multiple  case  (MRMC)  analysis  [6],  as  well  as  the  t-test. 
Both  methods  indicated  that  the  improvement  is  statistically  significant  (p=0.05  using  MRMC 
method  and  p=0.0005  using  the  t-test). 

The  sensitivities  and  specificities  of  the  ten  radiologists  are  shown  in  Table  3.  The 
average  sensitivity  with  CAD  improved  from  0.98  to  0.99,  while  the  average  specificity 
improved  from  0.27  to  0.29.  An  important  difference  between  this  study  and  the  previous  study 
that  used  the  US  images  only  is  that  we  observed  an  improvement  in  both  sensitivity  and 
specificity  with  CAD  when  both  US  volumes  and  mammography  were  included  in  the  study, 
although  both  improvements  were  small.  In  the  previous  study  (Section  A),  we  had  found  that 


11 


when  only  mammograms  are  included,  the  use  of  CAD  improved  the  sensitivity,  but  decreased 
the  specificity  of  the  radiologists. 


Table  3:  The  sensitivity  and  specificity  of  each  radiologist  under  the  three  reading  conditions. 


Rad.# 

Mammography 

alone 

Sens.  Spec. 

Mammography 

+US 

Sens.  Spec. 

Mammography 

+US+CAD 

Sens.  Spec. 

01 

0.97 

0.34 

1.00 

0.16 

1.00 

0.16 

02 

0.83 

0.66 

0.89 

0.66 

0.94 

0.63 

03 

1.00 

0.13 

1.00 

0.13 

1.00 

0.19 

04 

0.91 

0.41 

0.97 

0.34 

1.00 

0.34 

05 

1.00 

0.16 

1.00 

0.16 

1.00 

0.28 

06 

0.91 

0.44 

0.97 

0.44 

1.00 

0.34 

07 

1.00 

0.13 

1.00 

0.09 

0.97 

0.28 

08 

0.77 

0.84 

0.94 

0.53 

0.97 

0.50 

09 

1.00 

0.00 

1.00 

0.09 

1.00 

0.09 

10 

1.00 

0.25 

1.00 

0.13 

1.00 

0.09 

Avg. 

0.94 

0.33 

0.98 

0.27 

0.99 

0.29 

To  statistically  analyze  the  change  in  radiologists’  sensitivity  and  specificity  with  CAD, 
we  employed  McNemar’s  test.  The  test  was  applied  under  two  kinds  of  settings:  In  the  first 
setting,  we  used  the  BI-RADS  descriptors  and  the  action  categories  provided  by  the  radiologists 
under  conditions  (2)  and  (3).  In  this  setting,  none  of  the  differences  in  sensitivities  of 
specificities  with  and  without  CAD  was  statistically  significant  for  any  of  the  radiologists. 
Under  the  second  setting,  we  adjusted  the  LM  threshold  for  reading  with  CAD  to  9%.  At  this 
threshold,  the  average  sensitivity  both  without  and  with  CAD  were  98%,  so  that  the  comparison 
for  specificity  with  and  without  CAD  are  performed  at  corresponding  operating  points  on  the 
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ROC  curve.  Under  this  condition,  the  improvement  in  specificity  for  3  out  of  10  radiologists  was 
statistically  significant. 

Our  observer  studies  therefore  indicated  some  of  the  advantages  and  disadvantages  of  our 
CAD  method  for  characterization  of  breast  masses.  Both  studies  have  shown  that  the 
radiologists’  ROC  curve  improve  significantly  when  they  use  CAD.  The  improvement 
especially  in  the  second  study  is  remarkable  because  the  radiologists  were  already  very  accurate 
when  they  combined  the  information  on  the  US  images  and  mammograms  without  CAD. 
Although  the  computer  was  less  accurate  (Az=0.92)  than  the  average  radiologist  (Az=0.93)  the 
radiologists  were  still  able  to  merge  the  computer  information  with  their  own  assessment  in  a 
significantly  beneficial  way.  However,  the  results  for  sensitivity  and  specificity  were  less 
remarkable.  Although  we  observed  an  improvement  in  sensitivity  with  CAD  in  both  studies,  the 
improvement  did  not  reach  statistically  significance  when  we  used  a  2%  LM  threshold  for  biopsy 
recommendation.  This  is  the  threshold  currently  recommended  by  the  American  College  of 
Radiology  (ACR).  We  also  compared  specificities  under  the  hypothetical  condition  that  the  LM 
threshold  is  chosen  such  that  the  sensitivities  with  and  without  CAD  are  the  same.  Under  this 
condition,  we  had  significant  improvement  in  specificities  for  some,  but  not  all  of  the 
radiologists.  This  result  underlines  that  to  be  clinically  useful,  we  may  have  to  further  increase 
the  accuracy  of  our  computer  classifier  so  that  radiologists  have  more  confidence  in  our  system 
and  the  computer  can  provide  additional  complementary  information  to  the  radiologist. 

The  development  of  computer-aided  diagnosis  algorithms  is  an  iterative  process.  It 
generally  takes  many  iterations  in  order  to  bring  the  performance  of  the  automated  methods  up  to 
the  acceptable  level  and  to  work  reliably.  In  the  process  of  designing  the  specific  computer 
classifier  algorithms  in  this  project  (pre-processing,  segmentation,  feature  extraction, 
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classification,  etc.),  we  have  conceived  many  ideas  about  how  the  performance  of  the  computer 
classifier  can  be  improved.  For  example,  in  the  past  year,  through  other  projects,  we  have  been 
gaining  experience  in  a  new  segmentation  technique  called  “level-set  methods”,  and  we  believe 
that  applying  this  technique  to  the  ultrasound  data  will  provide  improved  results.  We  have  also 
identified  several  feature  extraction  techniques  that  hold  great  promise  in  our  project.  Based  on 
the  experience  we  have  gained  in  the  past  years  of  our  project,  we  believe  that  performing 
another  iteration  to  integrate  these  new  techniques  into  our  CAD  system  will  further  improve  its 
accuracy. 

(6)  Key  Research  Accomplishments 

•  We  performed  further  analysis  of  the  observer  performance  study  conducted  earlier 
(radiologists  reading  3D  US  volumes  without  and  with  CAD).  Our  analysis  showed  that 
although  the  accuracy  of  the  computer  classifier  for  3D  ultrasound  images  was  higher  than 
that  of  the  radiologists,  the  radiologists  did  not  excessively  rely  on  the  computer  scores 

•  The  analysis  of  sensitivity  and  specificity  for  the  observer  study  involving  mammograms 
alone  indicated  that  reading  with  CAD  did  not  result  in  significantly  higher  sensitivity  or 
specificity  if  a  clinically  accepted  likelihood  of  malignancy  threshold  of  2%  is  used  for 
biopsy  recommendation.  However,  when  the  LM  threshold  for  reading  with  CAD  is 
adjusted  to  7%  so  that  the  average  sensitivity  both  without  and  with  CAD  were  96%,  four  out 
of  five  radiologists  showed  significant  improvement  with  CAD  in  their  specificity. 

•  We  completed  the  observer  performance  study  with  multi-modality  CAD  (US  volumes  and 
mammograms).  MRMC  analysis  indicated  that  the  accuracy  of  LM  ratings  of  radiologists 
was  significantly  improved  when  they  read  the  images  with  CAD. 
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The  analysis  of  sensitivity  and  specificity  for  the  observer  study  involving  multi-modality 
imaging  indicated  that  reading  with  CAD  did  not  result  in  significantly  higher  sensitivity  or 
specificity  if  a  clinically  accepted  likelihood  of  malignancy  threshold  of  2%  is  used  for 
biopsy  recommendation.  However,  when  the  LM  threshold  for  reading  with  CAD  is 
adjusted  to  9%  so  that  the  average  sensitivity  both  without  and  with  CAD  were  98%,  three 
out  of  ten  radiologists  showed  significant  improvement  with  CAD  in  their  specificity. 

(7)  Reportable  Outcomes 

The  journal  paper  submitted  to  Radiology  on  the  effect  of  the  3D  US  classifier  on 
radiologists’  characterization  of  breast  masses  on  ultrasound  images  has  been  revised  and 
resubmitted.  Additionally,  we  presented  our  results  at  RSNA  2004.  We  are  in  the  process  of 
writing  a  manuscript  for  journal  submission  based  on  this  conference  abstract. 

Journal  Publications: 

Sahiner  B,  Chan  HP,  Roubidoux  MA,  Hadjiiski  L,  Helvie  MA,  Paramagul  C,  Bailey  J,  Nees  A, 
Blane  C,  “Computer-Aided  Diagnosis  of  Malignant  and  Benign  Breast  Masses  in  3D  Ultrasound 
Volumes:  Effect  on  Radiologists'  Characterization  Accuracy,”  Radiology  (resubmitted)  2005. 

Conference  Abstracts: 

Sahiner  B,  Chan  HP,  Hadjiiski  LM,  Roubidoux  MA,  Paramagul  CP,  Helvie  MA,  et  al.,  "The 
effect  of  a  multi-modality  computer  classifier  on  radiologists’  accuracy  in  characterizing  breast 
masses  using  mammograms  and  volumetric  ultrasound  images:  An  ROC  study,”  presented  at  the 
90th  Scientific  Assembly  and  Annual  Meeting  of  the  Radiological  Society  of  North  America, 
Chicago,  IL,  Nov.  28-Dec  3,  2004. 
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Sahiner  B,  Chan  HP,  Hadjiiski  LM,  Roubidoux  MA,  Paramagul  CP,  Helvie  MA,  “Computer- 
aided  multi-modality  breast  mass  characterization,”  presented  at  the  fourth  Era  of  Hope  meeting 
for  the  Department  of  Defense  (DOD)  Breast  Cancer  Research  Program  (BCRP),  June  8-11, 

2005,  Philadelphia,  Pennsylvania. 

(8)  Conclusions 

In  the  NCTX  year  of  the  USAMRMC  BCRP  grant,  we  have  completed  and  analyzed  the  observer 
performance  studies  proposed  for  the  grant.  Our  results  indicate  that  our  CAD  system  can  significantly 
improve  radiologists’  likelihood  of  malignancy  estimates.  This  result  has  been  consistent  in  the  two 
observer  studies  that  we  conducted,  one  involving  US  volumes  only,  and  the  other  involving  both  US 
images  and  mammograms.  To  quantify  the  improvement,  we  used  the  ROC  methodology  and  the 
MRMC  method.  For  more  immediate  clinical  impact  of  CAD  however,  the  sensitivity  and  specificity  of 
the  radiologists  with  and  without  CAD  are  more  important  than  the  likelihood  of  malignancy  estimates. 
Our  results  indicate  that  if  we  select  a  likelihood  of  malignancy  cutoff  threshold  for  biopsy 
recommendation  with  CAD  so  that  the  sensitivities  with  and  without  CAD  are  equal,  then  4  out  of  5 
radiologists  showed  significant  improvement  in  their  specificity  in  the  observer  study  involving  US 
volumes  only.  In  the  study  involving  both  US  images  and  mammograms,  3  out  of  10  radiologists 
showed  significant  improvement  in  their  specificity  under  the  same  condition.  When  the  currently 
accepted  2%  LM  cutoff,  we  observed  a  trend  for  improvement,  but  the  change  did  not  reach  statistical 
significance  for  any  of  the  radiologists.  Further  improvement  of  the  3D  ultrasound  characterization 
methods  and  improved  methods  for  combination  with  mammographic  computer  image  analyses  can 
provide  radiologists  with  a  powerful  aid  for  decision  making,  which  may  help  reduce  unnecessary 
biopsies  and  improve  patient  care. . 
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Volumes:  Effect  on  Radiologists'  Characterization  Accuracy 
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Advances  in  Knowledge: 

The  potential  improvement  in  radiologists’  characterization  accuracy  of  breast  masses  in 
3D  ultrasound  volumes  was  evaluated  when  they  were  assisted  with  an  automated 
computer  classifier. 

Our  results  indicate  that  the  CAD  algorithm  used  in  this  study  was  able  to  assist  even 
expert  breast  imaging  radiologists  in  characterizing  masses  on  3D  US  volumes.  The 
average  Az  value  improved  significantly  (p=0.005)  from  0.84  to  0.90,  and  the  average 
Az(0  9)  value  improved  significantly  (p=0.015)  from  0.30  to  0.47. 

Our  data  set  contained  102  lesions,  of  which  96  were  categorized  as  solid  by  the  majority 
rule.  When  we  confined  our  ROC  analysis  to  the  subset  of  solid  masses,  the  results  were 
virtually  unchanged  from  the  entire  set  of  102  masses. 

With  CAD,  the  average  likelihood  of  malignancy  (LM)  rating  decreased  for  benign 
masses,  and  increased  for  malignant  masses.  For  benign  masses,  the  average  decrease  in 
LM  rating  was  0.77,  which  did  not  achieve  statistical  significance  (two-tailed  p=0.51). 
The  increase  in  the  average  LM  rating  of  malignant  masses  was  5.59,  which  was 
statistically  significant  (two-tailed  pcO.0001). 
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ABSTRACT 


Purpose:  We  previously  developed  an  automated  computer  classifier  to  characterize 
breast  masses  in  3D  ultrasound  volumes.  The  purpose  of  this  study  was  to  investigate 
whether  computer  aided  diagnosis  (CAD)  using  this  classifier  would  improve 
radiologists'  accuracy. 

Materials  and  Methods:  Informed  consent  and  institutional  review  board  approval 
were  obtained.  Our  data  set  contained  3D  ultrasound  volumes  from  102  cases  of  biopsy- 
proven  breast  masses  (46  benign  and  56  malignant).  A  computer  algorithm  was 
designed  to  automatically  delineate  the  mass  boundaries  and  extract  features  based  on  the 
segmented  mass  shapes  and  margins.  The  features  were  merged  into  a  malignancy  score 
using  a  computer  classifier.  Five  experienced  radiologists  participated  as  readers.  Each 
radiologist  read  the  cases  first  without  CAD,  immediately  followed  by  reading  with 
CAD.  The  observers’  malignancy  rating  data  were  analyzed  using  receiver  operating 
characteristic  (ROC)  methodology. 

Results:  Without  CAD,  the  five  radiologists  had  an  average  area  under  the  ROC  curve, 
Az,  of  0.84  (range:  0.81  to  0.87).  With  CAD,  their  average  Az  increased  significantly 
(p=0.006)  to  0.90  (range:  0.86  to  0.93).  Using  a  2%  likelihood  of  malignancy  as  the 
threshold  for  biopsy  recommendation,  the  average  sensitivity  of  the  radiologists 
increased  from  96%  to  98%  with  CAD,  while  their  average  specificity  for  this  data  set 
decreased  from  22%  to  19%.  If  a  biopsy  recommendation  threshold  could  be  chosen 
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such  that  the  sensitivity  were  maintained  at  96%,  the  specificity  would  increase  to  46% 
with  CAD. 


Conclusion:  A  well-trained  computer  algorithm  may  improve  radiologists'  accuracy  in 
distinguishing  malignant  from  benign  breast  masses  in  3D  ultrasound  volumes. 


Key  Words:  Computer-Aided  Diagnosis,  ROC  Observer  Study,  Classification, 
Ultrasound,  Malignancy. 
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INTRODUCTION 


In  current  clinical  practice,  the  positive  biopsy  rate  for  breast  cancer  is  about  15- 
30%  (1-3).  To  reduce  patient  anxiety  and  morbidity,  as  well  as  to  decrease  health  care 
costs,  it  is  desirable  to  reduce  the  number  of  benign  biopsies  without  missing 
malignancies.  Previous  studies  on  mammography  have  shown  that  radiologists’ 
accuracy  in  distinguishing  malignant  from  benign  masses  can  significantly  improve 
when  they  use  a  well-trained  computer-aided  diagnosis  (CAD)  system  as  a  second 
opinion  (4-6). 

Ultrasound  (US)  is  an  important  imaging  modality  for  characterization  of  breast 
masses.  For  the  differentiation  of  simple  cysts  from  other  lesions,  interpretation  of  US 
images  by  experienced  breast  radiologists  results  in  an  accuracy  close  to  100%  (7).  In 
current  clinical  practice,  if  a  palpable  or  mammographically  suspicious  mass  cannot  be 
confidently  categorized  as  a  cyst  in  US  examination,  it  is  often  recommended  for  biopsy. 
Several  recent  studies  (8-10)  have  indicated  that  the  improvement  in  US  imaging 
technology  and  the  expert  interpretation  by  radiologists  may  make  it  possible  to 
characterize  solid  breast  masses  as  malignant  and  benign  with  high  accuracy.  In  a  recent 
publication,  Taylor  et  al.  (10)  reported  that  the  addition  of  US  evaluation  to 
mammography  alone  increased  the  specificity  in  their  data  set  of  761  biopsy-proven 
masses  from  51.4%  to  63.8%,  while  slightly  increasing  the  sensitivity  from  97.1%  to 
97.9%. 

Several  groups  of  researchers  have  been  developing  methods  for  computerized 
characterization  of  masses  on  2-dimensional  US  images  (11-14).  We  have  recently 
developed  an  automated  computer  classifier  for  differentiation  of  malignant  and  benign 
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breast  masses  in  3-dimensional  (3D)  US  volumes  (15).  The  purpose  of  this  study  was  to 
investigate  the  effect  of  our  computer  classifier  on  radiologists’  accuracy  in 
discriminating  between  malignant  and  benign  masses  using  3D  volumetric  ultrasound 
images.  Both  the  radiologists  and  the  CAD  algorithm  analyzed  3D  volumetric  images  of 
the  masses  which  had  been  saved  as  cine-loops.  To  our  knowledge,  this  is  the  first 
observer  study  to  evaluate  the  impact  of  a  CAD  algorithm  designed  for  3D  US  images  on 
radiologists’  accuracy. 

MATERIALS  AND  METHODS 
Data  Set 

The  data  collection  protocol  was  approved  by  our  Institutional  Review  Board 
prior  to  the  commencement  of  the  study.  Individual  patient  informed  consent  was 
obtained  from  all  subjects.  The  group  consisted  of  130  consecutive  patients  who  agreed 
to  have  a  3D  breast  US  examination  between  1998  and  2002.  All  patients  had  a 
sonographic  mass  assessed  as  suspicious  or  highly  suggestive  of  malignancy  and  were 
scheduled  for  biopsy  or  needle  aspiration.  Twenty-eight  patients  from  this  study  group 
were  excluded  from  our  analysis  for  the  following  reasons:  those  who  had  prior  biopsy  in 
the  same  region  of  the  breast,  those  with  sonographically  simple  cysts,  those  with  scans 
which  were  deemed  technically  unsuccessful  because  of  motion  or  other  artifacts,  and 
masses  which  were  incompletely  imaged  in  any  dimension  because  of  large  size  or 
eccentric  position  in  the  scan.  Thus  our  study  group  consisted  of  102  patients  (average 
age:  51  years,  range:  25-86).  Based  on  biopsy  or  fine  needle  aspiration  results,  56  masses 
were  malignant  and  45  were  benign.  One  of  the  masses  resolved  after  imaging,  and  the 
patient  was  cancer-free  after  three  year  follow-up.  Forty-three  of  the  malignancies  were 
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invasive  ductal  carcinoma,  5  were  invasive  lobular  carcinoma,  3  were  ductal  carcinoma 
in-situ,  one  was  medullary  carcinoma,  and  4  were  other  invasive  carcinoma.  Of  the 
biopsy-proven  benign  masses,  18  were  fibroadenoma,  12  were  fibrocystic  disease,  8  were 
cyst,  2  were  fat  necrosis,  2  were  scar  tissue,  one  was  fibrosis,  one  was  granuloma,  and 
one  was  other  benign  breast  tissue.  The  mean  mass  diameter  was  1.28  cm  (standard 
deviation  =  0.78  cm). 

The  3D  US  data  were  acquired  using  an  experimental  system  that  was  previously 
developed  and  tested  at  our  institution  (16,  17).  The  3D  system  consisted  of  a 
commercially  available  GE  Logiq  700  (Milwaukee,  WI)  US  scanner  with  an  Ml 2  linear 
array  transducer,  a  mechanical  transducer  guiding  system,  and  a  computer  workstation. 
The  linear  array  transducer  was  operated  at  1 1  MHz.  The  technologist  was  free  to  set  the 
focal  distance  and  the  overall  gain  adjustment  to  obtain  the  best  possible  image.  Before 
3D  image  acquisition,  the  technologist  used  clinical  US  and  mammogram  images  and 
reports  to  identify  the  suspicious  mass.  During  3D  image  acquisition,  the  technologist 
manually  translated  the  transducer  linearly  in  the  cross-plane,  or  the  z-direction,  while  the 
image  acquisition  system  recorded  2D  B-mode  images  in  the  image  scan  plane  {x-y 
plane).  The  2D  images  were  obtained  at  approximately  0.5  mm  incremental  translations, 
which  were  measured  and  recorded  using  a  translation  sensor.  The  scanned  breast  region 
measured  typically  4.5  cm  long  by  4.0  cm  wide  by  4.0  cm  deep.  The  typical  in-slice 
pixel  size  was  approximately  0.1 1  mm  X  0.1 1  mm. 

The  B-mode  images  were  recorded  into  a  buffer  in  the  US  scanner.  After  data 
acquisition,  the  images  and  the  position  data  were  transferred  digitally  to  a  workstation, 
where  individual  planes  were  cropped  and  stacked  to  form  a  3D  volume.  The  biopsy- 
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proven  mass  in  each  volume  was  identified  by  an  MQSA  (Mammography  Quality 
Standards  Act)  qualified  radiologist  (MAR),  referred  to  as  RADO  in  the  following,  using 
clinical  US  and  mammographic  images  to  confirm  that  the  3D  images  contained  the  mass 
of  interest  and  showed  the  mass  in  its  entirety. 

Computerized  Classification  of  Masses  in  US  Volumes 

The  details  of  our  CAD  system  developed  for  the  classification  of  masses  in  3D 
US  volumes  can  be  found  in  the  literature  (15).  A  summary  of  the  method  is  provided 
below. 

The  first  step  of  the  CAD  system  involved  the  extraction  of  the  mass  boundaries 
in  the  3D  volume,  i.e.,  mass  segmentation.  Automated  segmentation  of  breast  masses  on 
US  images  is  a  difficult  task  because  of  image  speckles,  posterior  shadowing,  and  the 
variations  of  the  gray  level  both  within  the  mass  and  in  the  normal  breast  tissue.  We 
developed  a  3D  active  contour  model  for  segmentation.  The  active  contour  model 
combined  the  prior  knowledge  about  the  relative  smoothness  of  the  3D  mass  shape  in  US 
volume  with  the  information  in  the  image  data.  An  example  of  the  segmented  mass 
slices  for  a  malignant  mass  is  shown  in  Figure  1 . 

After  mass  segmentation,  image  features  were  extracted  from  the  mass  and  its 
margins  for  classification.  Our  feature  space  consisted  of  width-to-height  ratio,  posterior 
shadowing,  and  texture  descriptors.  The  mass  shape  in  terms  of  relative  width  to  height 
was  described  by  the  ratio  of  the  widest  cross  section  of  the  automatically  segmented 
lesion  shape  to  the  tallest  cross  section.  Posterior  shadowing  features  were  defined  in 
terms  of  the  normalized  average  gray-level  values  in  strips  posterior  to  the  mass. 
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Texture  features  were  extracted  from  two  disk-shaped  regions  containing  the  boundary 
of  each  mass,  as  well  as  presumably  mass  and  normal  tissue  adjacent  to  the  boundary  of 
the  mass.  These  regions  followed  the  contour  determined  by  the  active  contour  model. 

An  illustration  of  the  regions  used  for  computing  the  posterior  shadowing  and  texture 
features  is  shown  in  Figure  2.  Additional  details  about  the  feature  definitions  can  be 
found  in  the  Appendix. 

The  features  described  above  were  extracted  from  each  slice  of  the  US  volume 
containing  a  mass  to  define  slice-based  features.  For  a  given  mass,  features  extracted 
from  different  slices  were  combined  to  define  case-based  features.  Linear  discriminant 
analysis  (LDA)  with  stepwise  feature  selection  (18)  was  applied  to  the  case-based  feature 
vectors  to  obtain  computer-estimated  malignancy  scores.  A  leave-one-case-out 
resampling  method  (19)  was  used  for  training  and  testing  of  the  classification  system. 

The  test  scores  obtained  by  the  leave-one-out  partitioning  method  were  used  as  the 
malignancy  scores  in  the  observer  performance  study.  Two  Gaussian  functions  were 
fitted  to  the  distributions  of  the  malignancy  scores  of  the  benign  and  malignant  classes 
separately,  and  were  used  in  the  observer  performance  study  as  described  below. 

Observer  Performance  Study 

Five  radiologists  (MAH,  CP,  JB,  AN,  CB),  different  from  the  one  who  was 
involved  in  data  set  collection  (RADO),  participated  as  observers.  These  five 
radiologists,  referred  to  as  RAD1-RAD5  in  the  following,  had  an  average  of  13  years  of 
experience  in  mammographic  and  breast  US  interpretation  (range:  3-26  years)  in  an 
academic  radiology  department  at  a  National  Cancer  Institute-designated  comprehensive 
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cancer  center.  They  were  all  MQSA  qualified.  Four  were  fellowship-trained  in  breast 
imaging,  and  one  had  26  years  of  experience  in  breast  imaging.  At  our  department, 
about  4300  breast  US  examinations  are  performed  annually. 

An  interactive  graphical  user  interface  (GUI),  shown  in  Figure  3,  was  developed 
to  facilitate  the  navigation  through  the  scanned  3D  volumes  of  interest  containing  the 
mass,  and  to  adjust  the  window  and  level  of  the  displayed  images.  The  location  of  the 
mass  of  interest,  as  determined  by  RADO  using  all  available  imaging  and  pathological 
information,  was  marked  on  each  slice,  so  that  all  the  radiologists  would  rank  the  same 
mass  and  ignore  others  if  more  than  one  mass  could  be  seen  in  the  volume. 

During  the  experiment,  an  observer  first  read  a  case  without  CAD.  This  involved 
assessing  mass  characteristics  in  six  categories  such  as  shape,  margins,  echogenicity, 
cystic  versus  solid  appearance,  and  through  transmission  using  the  GUI,  and  providing 
an  estimate  of  the  likelihood  of  malignancy  (LM)  for  the  case  on  a  scale  of  0  to  100%.  A 
button  corresponding  to  an  LM  rating  of  0%  was  provided  for  benign  masses,  and 
another  button  corresponding  to  LM  ratings  of  less  than  2%  was  provided  for  probably 
benign  masses.  This  second  button  was  set  to  correspond  to  the  ACR-BIRADS  category 
3  (probably  benign  finding)  for  which  short-interval  follow-up  is  recommended  (20). 

The  radiologists  used  a  slide  bar  to  enter  their  ratings  between  3%  and  100%.  The 
discrete  buttons  facilitate  the  selection  of  these  LM  ratings  more  precisely  for  the  benign 
and  probably  benign  masses  because  our  previous  experiences  indicate  that  the 
uncertainty  of  selecting  ratings  on  a  slide  bar  by  observers  can  be  much  greater  than  2%. 
The  observers  were  reminded  at  the  beginning  of  the  study  that  if  they  rated  a  mass  as 
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having  larger  than  2%  of  LM,  it  would  indicate  that  they  would  recommend  the  mass  for 
biopsy  (20,  21). 

We  used  a  two-step  sequential  reading  design,  which  was  found  to  be  a  sensitive 
probe  of  the  difference  in  the  two  conditions  in  previous  studies  (6,  22).  The  radiologist 
first  read  the  US  volume  without  CAD,  and  rendered  an  estimate  of  the  LM.  The 
estimate  without  CAD  was  stored  in  a  computer  file,  and  the  radiologist  was  not  able  to 
modify  it  after  seeing  the  computer  results.  Immediately  after  reading  without  CAD,  the 
computer-estimated  malignancy  score  for  the  case  was  displayed  on  the  screen,  and  the 
radiologist  rendered  an  estimate  of  the  LM  with  CAD.  The  computer’s  malignancy 
score  is  on  a  relative  rating  scale  and  cannot  be  converted  to  the  likelihood  of 
malignancy  of  the  masses  without  making  assumptions  on  the  disease  prevalence  and 
that  the  data  set  at  hand  is  statistically  similar  to  the  patient  population.  To  avoid  making 
assumptions,  we  linearly  mapped  and  rounded  the  computer’s  malignancy  score  to  an 
integer  between  1  and  10  before  displaying  the  score  on  the  GUI.  In  order  to  provide  a 
reference  of  the  computer  performance  to  the  radiologists,  the  fitted  Gaussian 
distributions  to  the  computer  scores  for  the  malignant  and  benign  classes  were  also 
displayed  on  the  interface.  The  radiologists  had  the  option  to  keep  their  original 
malignancy  rating,  or  change  it  using  the  slide  bar  after  taking  into  consideration  the 
computer’s  opinion.  The  radiologists  were  not  informed  about  whether  a  case  was 
malignant  or  benign  during  or  after  the  study,  and  the  overall  results  of  their  assessment 
were  not  discussed  with  the  radiologists  before  the  study  was  completed. 

There  was  no  time  limit  for  the  radiologists.  The  radiologists  were  told  that 
practically  all  of  the  cases  in  the  study  had  undergone  biopsy,  but  were  not  informed 
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about  the  proportion  of  malignant  cases  in  the  data  set.  The  case  reading  order  was 
randomized  for  each  radiologist.  In  order  to  reduce  the  effect  of  fatigue  on  the 
radiologists’  performance,  the  data  set  was  read  in  three  separate  sessions  by  each 
radiologist.  Before  participating  in  the  study,  the  radiologists  were  trained  on  five  cases 
that  were  not  part  of  the  test  data  set.  They  were  familiarized  with  the  study  design,  the 
functions  on  the  GUI,  and  the  computer’s  relative  malignancy  rating  scale  during  the 
training  session. 

The  data  set  used  in  this  investigation  was  also  used  in  an  earlier  study  for  the 
development  of  the  CAD  technique  (15).  Three  of  the  radiologists  (Rl,  R2,  and  R3)  in 
the  current  investigation  had  already  provided  an  LM  rating  for  these  cases  without  CAD 
in  our  earlier  study  (identified  as  R3,  R4,  and  R2  in  our  earlier  study)  that  had  a  different 
experimental  design  and  using  a  different  GUI.  The  two  readings  by  the  same 
radiologists  were  separated  by  more  than  six  months.  The  radiologists  were  not 
informed  about  whether  a  case  was  malignant  or  benign  during  or  after  the  previous 
study.  The  accuracies  of  these  radiologists  without  CAD  in  these  two  studies  were 
compared. 

Data  Analysis 

There  is  no  ground  truth  for  the  mass  characteristics  such  as  echogenicity  and 
through  transmission,  since  they  are  judged  subjectively  by  radiologists.  To  summarize 
the  assessments  of  the  mass  characteristics,  a  “majority  assessment”  for  each  category 
was  determined  according  to  the  majority  rule  by  the  six  radiologists  (RAD0-RAD5). 

The  majority  rule  determined  which  one  of  the  descriptors  was  selected  by  the  largest 
number  of  radiologists.  For  example,  if  one  radiologist  described  the  echogenicity 


12 


characteristics  of  a  mass  as  hypoechoic,  three  as  markedly  hypoechoic,  one  as  anechoic, 
and  one  as  heterogeneous,  the  majority  assessment  for  echogenicity  of  the  mass  would 

i 

be  markedly  hypoechoic.  When  there  was  a  tie  between  two  descriptors,  we  used  the 
descriptor  chosen  by  RADO,  who  was  very  familiar  with  the  cases  due  to  the  role  in  data 
collection,  as  the  tie-breaker.  If  there  was  a  tie,  and  the  original  descriptor  provided  by 
RADO  was  not  one  of  the  descriptors  that  were  tied,  RADO  was  asked  to  re-read  the 
images  and  choose  one  of  the  tied  descriptors. 

The  LM  ratings  of  the  radiologists  with  and  without  CAD  were  analyzed  using 
ROC  methodology  (23,  24).  The  area  under  the  ROC  curve,  Az,  and  the  partial  area 
index  above  a  sensitivity  of  0.9,  Az(0  9)  (25)  were  used  as  the  accuracy  measures.  For  an 
individual  radiologist,  the  significance  of  the  change  in  accuracy  with  CAD  was  also 
analyzed  using  ROC  methodology.  For  the  group  of  five  radiologists,  the  significance  of 
the  change  in  accuracy  with  CAD  was  tested  using  the  Dorfman-Berbaum-Metz  (DBM) 
multi -reader  multi-case  (MRMC)  methodology  (26)  and  also  using  Student’s  two-tailed 
paired  t-test.  The  DBM  method  is  normally  the  preferred  method  to  analyze  the  Az 
values  for  MRMC  data  because  it  accounts  for  both  reader  and  case  variances,  while  the 
t-test  does  not  account  for  case  variance  in  its  calculation  of  the  p  value.  Therefore  the 
conclusions  from  the  t-test  are  generalizable  to  the  population  of  readers,  but  not  to  the 
population  of  cases.  The  t-test  was  applied  to  the  evaluation  of  the  partial  Az  index  above 
a  sensitivity  of  0.9.  For  this  task,  there  is  no  available  software  that  accounts  for  both 
reader  and  case  variances. 

The  sensitivity  and  specificity  of  each  radiologist  with  and  without  CAD  were 
compared  using  an  LM  rating  of  2%  as  the  threshold  above  which  biopsy  would  be 
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recommended  (20,  21).  The  radiologists  in  our  study  are  familiar  with  BI-RADS 
recommendations  and  are  well  aware  that  selecting  an  LM>2%  is  equivalent  to  declaring 
that  the  mass  is  suspicious  enough  to  warrant  biopsy.  If  the  radiologist  intended  to 
indicate  an  LM  less  than  2%,  then  he/she  would  select  one  of  two  GUI  buttons 
designated  as  “benign”  and  “less  than  2%  likelihood  of  malignancy”,  with  the  buttons 
clearly  labeled  as  “benign”  and  “probably  benign”.  The  use  of  the  BI-RADS  lexicon  and 
the  clear  definition  of  the  buttons  therefore  would  record  the  radiologists’  assessment 
unambiguously,  as  opposed  to  a  question  in  text  form  to  the  radiologist  whether  he/she 
would  recommend  the  case  for  biopsy  without  a  direct  reference  to  the  LM. 

In  addition  to  an  LM  rating  of  2%,  we  also  tested  a  hypothetical  biopsy  threshold 
of  LM  with  CAD.  This  hypothetical  threshold  was  chosen  to  maintain  the  average 
sensitivity  of  the  radiologists  at  the  same  level  as  that  without  CAD.  We  could  then 
evaluate  the  change  in  specificity  if  the  sensitivity  was  kept  the  same  before  and  after  use 
of  CAD. 

To  investigate  whether  the  change  in  sensitivity  with  CAD  is  statistically 
significant  for  a  given  radiologist,  we  employed  McNemar’s  test  by  considering  the 
number  of  beneficial  and  detrimental  changes  with  CAD  in  biopsy  recommendation  for 
the  malignant  cases.  If  a  malignant  case  was  not  recommended  for  biopsy  without  CAD, 
but  was  recommended  for  biopsy  with  CAD,  this  was  defined  as  a  beneficial  change.  If 
a  malignant  case  was  recommended  for  biopsy  without  CAD,  but  was  not  recommended 
for  biopsy  with  CAD,  this  was  defined  as  a  detrimental  change.  We  similarly  applied 
McNemar’s  test  to  benign  cases  to  investigate  whether  the  change  in  specificity  with 
CAD  is  statistically  significant. 
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In  addition  to  analyzing  the  change  with  CAD  in  the  number  of  cases  for  which 
the  LM  rating  moved  across  the  biopsy  threshold  of  2%,  we  also  examined  the  number 
of  cases  for  which  CAD  resulted  in  a  substantial  change  in  the  LM  rating.  We  defined  a 
substantial  change  as  an  absolute  value  difference  of  larger  than  or  equal  to  5  between 
LM  ratings  with  and  without  CAD.  The  substantial  decreases  and  increases  in  the 
ratings  of  malignant  and  benign  cases  were  examined.  For  each  mass,  we  also  averaged 
the  changes  in  the  LM  ratings  by  the  five  radiologists,  and  compared  how  CAD  changes 
the  average  LM  ratings  for  malignant  and  benign  masses. 

When  an  observer  experiment  is  performed  to  investigate  the  impact  of  CAD  on 
radiologists’  decisions  in  a  laboratory  environment,  there  may  be  a  concern  that  the 
radiologists  may  rely  too  heavily  on  the  CAD  system  without  adequately  merging  the 
computer  output  with  their  own  judgment.  To  investigate  whether  this  is  the  case,  we 
estimated  the  correlation  between  the  radiologists’  readings  with  CAD  and  (i)  their 
readings  without  CAD,  and  (ii)  the  computer  scores.  We  then  estimated  the  statistical 
significance  of  the  difference  between  these  two  correlation  coefficients  using  Cohen  and 
Cohen’s  method  (27).  If  the  radiologists  utilize  the  computer  scores  only  when  they 
believe  that  it  makes  a  true  contribution  to  their  original  assessment,  then  the  correlation 
(i)  above  should  be  significantly  higher  than  (ii). 

RESULTS 

A  total  of  96  masses  were  categorized  as  solid  according  to  the  majority  rule. 

Five  masses  were  categorized  as  complex  cysts,  and  one  as  a  simple  cyst  by  three  or 
more  radiologists.  One  mass  that  was  categorized  as  a  complex  cyst  was  malignant,  and 
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the  remaining  five  non-solid  masses  were  benign.  The  most  common  margin  descriptor 
for  malignant  masses  was  ill-defined  (46%),  and  that  for  benign  masses  was 
circumscribed  (59%).  Most  of  the  malignant  masses  had  irregular  shape  (59%)  and  most 
of  the  benign  masses  had  oval  shape  (70%).  Most  of  the  masses  (76%  of  benign  masses 
and  64%  of  malignant  masses)  were  categorized  as  hypoechoic.  Calcifications  were  seen 
in  2%  of  benign  masses  and  25%  of  malignant  masses. 

Table  1  shows  the  individual  radiologist’s  Az  and  Az(0'9)  values  with  and  without 
CAD,  and  the  two-tailed  p- values  for  the  change  in  both  accuracy  measures  with  CAD. 
The  Az  values  of  the  radiologists  were  in  the  range  between  0.81  to  0.87  without  CAD, 
and  0.86  to  0.93  with  CAD.  R4  had  the  largest  change  in  Az  value  when  reading  in  the 
aided  condition,  with  Az  values  of  0.82  and  0.93  without  and  with  CAD.  The 
improvement  in  Az  was  statistically  significant  for  each  individual  radiologist. 

The  average  ROC  curves  for  the  radiologists  with  and  without  CAD  were  derived 
from  the  average  a  and  b  parameters,  which  were  defined  as  the  means  of  the  individual 
radiologist’s  a  and  b  parameters  for  the  fitted  ROC  curves.  The  average  ROC  curves  are 
shown  in  Figure  4  along  with  the  test  ROC  curve  of  the  computer  classifier,  which  had 
an  Az  value  of  0.92.  Table  2  lists  the  average  Az  and  Az(0'9>  values,  and  the  corresponding 
two-tailed  p  values  estimated  using  the  DBM  method  or  the  Student’s  paired  t-test.  The 
average  Az  value  improved  significantly  (p<0.01)  from  0.84  to  0.90,  and  the  average 
Az(a9)  value  improved  significantly  (p=0.015)  from  0.30  to  0.47  with  CAD.  The 
improvement  in  the  Az  and  Az(0  9)  values  were  statistically  significant  (p<0.01)  even 
when  R4,  who  showed  the  largest  improvement  with  CAD,  was  excluded  from  the 
analysis. 
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The  ROC  curves  of  Rl,  R2  and  R3  in  our  previous  study  (15)  were  compared  to 
those  in  the  current  study  without  CAD  both  as  a  group  (using  the  DBM  method)  and 
individually.  The  average  Az  values  for  these  three  radiologists  were  0.87  and  0.84  in 
the  previous  and  current  studies,  respectively.  The  difference  between  the  current  and 
previous  studies  did  not  achieve  statistical  significance  either  as  a  group  (p=0.17)  or 
when  each  radiologist’s  ROC  curves  were  analyzed  separately  (p=0.80,  0.13,  and  0.09 
for  Rl,  R2,  and  R3,  respectively.) 

The  sensitivity  and  specificity  of  each  radiologist  with  and  without  CAD  at  an 
LM  threshold  of  2%  are  listed  in  Table  3.  On  the  average,  the  radiologists’  sensitivity 
increased  from  96%  to  98%  with  CAD,  at  the  cost  of  a  decrease  in  specificity  from  22% 
to  19%.  Three  of  the  radiologists  showed  an  increase  in  sensitivity  while  two  maintained 
a  sensitivity  of  100%.  The  specificity  of  three  radiologists  decreased  with  CAD,  while 
one  radiologists’  specificity  increased  and  one  did  not  show  any  change.  The  change  in 
the  sensitivity  and  specificity  did  not  achieve  statistical  significance  for  any  radiologist 
(range  of  p-values  using  McNemar’s  test:  0.157-1.00  for  sensitivity,  and  0.102-1.00  for 
specificity).  Table  3  also  shows  the  sensitivity  and  specificity  for  each  radiologist  if  the 
LM  threshold  were  to  be  adjusted  to  7%  when  they  read  with  CAD,  for  which  the 
average  sensitivity  would  remain  at  96%  (same  as  that  without  CAD)  while  the  average 
specificity  would  increase  to  46%.  Under  this  condition,  the  improvement  in  specificity 
for  4  out  of  5  radiologists  was  statistically  significant  (p<0.002,  McNemar’s  test),  while 
the  change  in  sensitivity  for  each  radiologist  was  insignificant. 

With  102  cases  and  five  radiologists,  we  had  a  total  of  510  pairs  of  LM  ratings 
with  and  without  CAD.  Figure  5  shows  a  histogram  of  the  change  in  the  radiologists’ 
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LM  ratings  with  CAD  for  these  510  readings.  The  radiologists  did  not  change  their  LM 
rating  substantially  (i.e.,  within  5)  with  CAD  in  64%  (326/510)  of  the  readings.  For 
malignant  masses,  the  ratings  were  substantially  increased  for  34%  (95/280)  and 
decreased  for  7%  (19/280)  of  the  readings.  For  benign  masses,  the  ratings  were 
substantially  increased  for  14%  (32/230)  and  decreased  for  17%  (38/230)  of  the  readings. 

Figure  6  shows  the  histogram  of  the  mean  change  in  the  LM  ratings  for  malignant 
and  benign  masses.  To  obtain  the  mean  change  for  a  mass,  the  changes  with  CAD  from 
five  radiologists  were  averaged.  To  statistically  evaluate  the  change  for  malignant  and 
benign  masses,  we  performed  one-sample  t-tests  on  the  mean  changes.  For  benign 
masses,  the  decrease  in  the  average  LM  rating  was  0.77,  which  did  not  achieve  statistical 
significance  (two-tailed  p=0.51).  The  increase  in  the  average  LM  rating  of  malignant 
masses  was  5.59,  which  was  statistically  significant  (two-tailed  p<0.0001). 

The  correlations  between  the  radiologists’  readings  with  and  without  CAD,  and 
those  between  radiologists’  readings  with  CAD  and  computer  scores  are  shown  in  Table 
4.  The  former  of  these  correlations  was  higher  than  the  latter  for  all  five  radiologists, 
and  the  difference  between  the  two  was  statistically  significant  (pel O'6)  for  four 
radiologists.  This  result  indicates  that  when  they  read  with  CAD,  radiologists  had  a 
higher  agreement  with  their  reading  without  CAD  compared  to  their  agreement  with 
computer  scores. 

As  described  at  the  beginning  of  this  section,  96  masses  were  categorized  as  solid 
by  the  majority  rule.  To  investigate  how  the  radiologists  performed  with  and  without 
CAD  for  solid  masses,  we  applied  ROC  analysis  to  this  subset  by  excluding  cases  that 
were  categorized  as  cysts.  The  average  Az  values  without  and  with  CAD  for  this  subset 
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were  0.84  and  0.90,  respectively,  unchanged  from  the  entire  set  of  102  masses.  The 
improvements  in  Az  for  the  individual  radiologists  as  well  as  for  all  radiologists  as  a 
group  were  statistically  significant  (p<0.05)  for  the  subset  of  solid  masses. 

DISCUSSION 

Our  results  indicate  that  the  CAD  algorithm  used  in  this  study  was  able  to  assist 
even  expert  breast  imaging  radiologists  in  characterizing  masses  on  3D  US  volumes.  At 
our  institution,  all  clinical  breast  US  examinations  are  performed  by  breast  imaging 
radiologists,  not  sonographers,  and  therefore  the  readers  in  our  ROC  study  are 
particularly  experienced  in  assessing  whole  volume  images.  Nevertheless,  our  CAD 
system  could  still  improve  their  accuracy  in  terms  of  the  Az  and  Az(09)  values.  The 
average  Az  value  improved  significantly  (p=0.005)  from  0.84  to  0.90,  and  the  average 
Az(()  9)  value  improved  significantly  (p=0.015)  from  0.30  to  0.47.  The  area  under  the 
ROC  curve  for  the  computer  classifier  (Az  =0.92)  was  higher  than  those  of  all 
radiologists  without  CAD  in  the  study.  With  CAD,  all  radiologists  showed  a  significant 
improvement  in  their  Az  values,  and  one  radiologist’s  Az  value  surpassed  that  of  the 
computer  classifier. 

During  our  observer  experiment,  96/102  (94%)  of  the  masses  were  assessed  as 
solid  according  to  the  majority  rule.  When  the  analysis  was  limited  to  this  subset  of 
solid  masses,  the  Az  values  with  and  without  CAD,  and  the  significance  of  the 
improvement  with  CAD  were  essentially  unchanged  compared  to  the  results  with  the 
entire  data  set  of  102  cases.  This  indicates  that  CAD  would  be  helpful  even  if  we  only 
considered  the  interpretation  of  the  more  difficult  category  of  solid  masses. 
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The  effect  of  CAD  was  mixed  when  measured  in  terms  of  the 
radiologists’  sensitivity  and  specificity  values  at  the  current  threshold  of  biopsy 
recommendation  (LM  of  2%).  With  CAD,  the  average  sensitivity  of  the  five  radiologists 
increased  from  96%  to  98%,  while  their  average  specificity  for  this  data  set  decreased 
from  22%  to  19%.  Since  all  lesions  except  one  in  our  data  set  underwent  biopsy  or  fine 
needle  aspiration  after  clinical  imaging,  the  relatively  low  specificity  of  the  radiologists 
with  or  without  CAD  is  not  unexpected.  With  the  malignancy  ratings  recorded  in  the 
observer  experiment,  we  can  analyze  whether  these  changes  in  the  specificity  and 
sensitivity  reflect  only  a  shift  in  decision  threshold  along  the  same  ROC  curve.  If  that 
was  the  case,  CAD  would  not  actually  increase  the  diagnostic  accuracy  of  radiologists 
but  only  change  their  decision  threshold.  The  same  effect  would  have  been  achieved  by 
urging  them  to  use  a  more  lenient  threshold  for  biopsy  recommendation,  without  the 
need  of  CAD.  As  evidenced  from  the  significant  improvement  in  the  ROC  curves,  our 
malignancy  rating  data  strongly  suggest  that  this  is  not  the  case.  Although  the  changes  in 
sensitivity  or  specificity  did  not  reach  statistical  significance  due  to  the  relative  small 
data  set  available  in  this  study,  these  observations  indicate  a  promising  trend  that  may  be 
achieved  with  CAD. 

The  ultimate  clinical  utility  of  a  CAD  system  that  results  in  an  increased 
sensitivity  at  the  cost  of  decreasing  specificity  depends  on  a  cost/benefit  analysis  of  the 
different  correct  and  incorrect  decisions.  Alternatively,  by  appropriate  training,  it  may 
be  possible  to  translate  the  benefits  with  CAD  into  biopsy  decisions  that  surpass  unaided 
reading  in  terms  of  both  sensitivity  and  specificity,  or  an  improvement  in  specificity 
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without  reducing  sensitivity.  For  example,  for  our  data  set,  if  the  threshold  for  biopsy 
with  CAD  could  be  changed  to  an  LM  rating  of  7%,  the  average  specificity  with  CAD 
would  be  improved  to  46%,  compared  to  22%  without  CAD,  while  the  average 
sensitivity  would  remain  at  96%  as  noted  above. 

Since  the  “cost”  of  failing  to  biopsy  a  malignant  lesion  is  much  greater  than  that 
of  a  benign  biopsy,  it  can  logically  be  expected  that  radiologists  may  tend  to  use  the 
CAD  system  to  confirm  and  increase  their  LM  estimate  of  malignant  lesions  while  not 
easily  reducing  the  LM  estimate  of  low  suspicion  lesions.  This  will  result  in  an  overall 
increase  in  radiologists’  LM  ratings.  Figure  5  suggests  that  this  is  indeed  the  case  in  our 
study.  While  the  ratings  for  malignant  masses  demonstrated  a  stronger  trend  to  increase 
than  to  decrease  with  CAD,  the  ratings  for  benign  masses  did  not  show  a  strong  trend 
either  way.  It  is  also  noted  that  the  radiologists’  ratings  showed  little  or  no  change  (less 
than  5%)  for  a  large  percentage  (64%)  of  the  masses.  It  therefore  appears  that 
radiologists  tend  to  be  very  conservative  in  downgrading  the  LM  of  a  lesion.  As  a  result, 
the  observed  improvement  in  the  radiologists’  accuracy  in  this  study  was  obtained 
mainly  from  an  increase  in  the  LM  ratings  of  malignant  masses.  This  led  to  an  increase 
in  sensitivity  and  a  slight  decrease  in  specificity.  However,  since  the  ROC  curves  of  all 
radiologists  did  improve  with  CAD,  there  is  a  potential  that  the  radiologists  can  adjust 
their  decision  thresholds  along  the  higher  ROC  curves  and  thus  increase  the  sensitivity  as 
well  as  the  specificity.  Alternatively,  it  may  be  possible  to  convince  them  to  reduce  the 
LM  ratings  of  masses  that  the  CAD  system  rates  as  very  low  suspicion,  thus  improving 
the  specificity.  These  improvements  may  be  realized  after  radiologists  accumulate 
experiences  and  increase  their  confidence  with  the  use  of  CAD. 
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The  assessment  of  mass  characteristics  during  the  observer  study  helped  us  better 
understand  the  properties  of  our  data  set.  These  assessments  were  not  used  in  designing 

I 

the  computer  classifier  since  they  were  obtained  during  the  observer  experiment  after  the 
classifier  design  was  already  completed.  The  assessments  did  not  directly  influence 
radiologists’  LM  ratings,  but  may  have  served  to  focus  their  attention  on  a  systematic 
and  thorough  evaluation  of  the  characteristics  of  the  mass.  It  was  reported  that  a 
systematic  analysis  of  the  characteristics  of  breast  lesions  guided  by  a  checklist  could 
improve  radiologists’  diagnostic  accuracy  (28).  The  list  of  mass  descriptors  collected  in 
this  study  is  similar  to  that  in  the  ultrasound  BI-RADS  lexicon  recently  published  by  the 
American  College  of  Radiology  (20).  However,  since  the  BI-RADS  lexicon  for  breast 
US  had  not  been  published  at  the  time  of  the  study,  the  descriptors  are  not  exactly  the 
same. 

As  explained  in  the  Methods  Section  28/130  cases  (21%)  were  excluded  from  the 
study.  The  majority  of  the  excluded  cases  were  either  simple  cysts  or  cases  which  were 
deemed  technically  unsuccessful  (e.g.,  those  that  contain  partial  mass  volumes  or  motion 
artifacts).  The  number  of  technically  unsuccessful  cases  was  relatively  large  compared 
to  that  in  clinical  practice  because  the  3D  US  scanner  is  an  experimental  system.  We 
expect  that  the  computer  classifier  may  not  perform  well  for  the  scans  that  were 
technically  unsuccessful  because  of  the  low  quality  of  the  data.  By  the  same  token, 
radiologists  will  refrain  from  making  a  clinical  decision  with  images  containing  technical 
problems.  We  excluded  these  cases  in  the  current  study  because  it  was  not  meaningful  to 
train  a  computer  classifier  to  deal  with  technical  problems  that  will  have  been  resolved  if 
the  3D  US  scanner  is  to  be  implemented  clinically  in  the  future.  We  excluded  the  cases 


with  simple  cysts  because  radiologists  can  already  distinguish  simple  cysts  from  other 
lesions  with  very  high  accuracy  using  current  US  criteria.  It  is  unlikely  that  they  need 
the  CAD  system  to  aid  them  in  this  task.  The  inclusion  of  relatively  easy  cases  may  also 
optimistically  bias  the  classifier. 

A  number  of  research  groups  have  been  developing  CAD  systems  for  breast  mass 
characterization  on  US  images  in  recent  years.  (12-15).  Chen  et  al.  (13)  used 
morphological  features  extracted  from  hand-segmented  mass  boundaries  on  2D  US 
images  to  design  a  nearly  setting-independent  classifier.  Using  an  automated 
segmentation  method,  Horsch  et  al.  (14)  obtained  an  Az  value  of  0.87  in  the  task  of 
differentiating  all  malignant  and  benign  lesions  (N=400)  in  their  2D  US  data  set,  and 
0.82  in  the  task  of  differentiating  the  subset  of  malignant  and  benign  solid  lesions 
(N=276).  Sahiner  et  al.  (15)  designed  a  classifier  based  on  features  extracted  from  3D 
US  images,  and  found  that  the  accuracy  of  the  designed  classifier  in  estimating  the 
likelihood  of  malignancy  of  masses  was  similar  to  that  of  experienced  radiologists  when 
their  performances  were  compared  for  the  same  set  of  images.  These  previous  studies, 
therefore,  indicate  that  computer  classifiers  can  perform  well  for  characterizing  masses 
on  US  images,  although  it  is  not  possible  to  directly  compare  the  performances  of  the 
classifiers  because  they  were  tested  on  different  data  sets.  However,  we  are  aware  of 
very  few  studies  that  investigated  the  effect  of  CAD  for  US  mass  characterization  on 
radiologists’  accuracy.  Recently,  Horsch  et  al.  (29)  found  that  the  accuracy  of  both 
expert  mammographers  and  community  radiologists  improved  significantly  when  they 
read  2D  US  images  with  CAD.  Our  study  differs  from  that  by  Horsch  et  al.  in  that  3D 
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US  images  were  used,  but  our  results  reinforce  their  finding  that  experienced  radiologists 
can  benefit  from  reading  US  images  with  CAD. 

In  order  to  provide  a  reference  of  the  computer  performance  to  the  radiologists, 
Gaussian  probability  density  distributions  fitted  to  the  computer  scores  for  the  malignant 
and  benign  classes  were  displayed  for  the  radiologists  during  the  study.  The  display  of 
these  distributions  is  one  of  the  methods  to  show  the  users  what  the  computer  scores 
mean,  and  to  provide  the  radiologists  with  some  method  for  mentally  calibrating  these 
scores.  Ideally,  if  a  large  data  set  is  available,  one  can  train  the  classifier  on  a  first  data 
set,  obtain  the  distribution  of  malignant  and  benign  scores  on  an  independent  second  set, 
and  perform  the  observer  study  on  a  third  set  that  is  independent  from  the  set  for  which 
the  distributions  are  obtained.  Our  study  design  assumes  that  the  test  performance  of  the 
designed  classifier  is  generalizable  so  that  the  distributions  on  the  second  and  third 
hypothetical  sets  above  are  identical.  This  is  by  far  the  most  common  approach  for 
laboratory  ROC  studies  of  the  effects  of  CAD  (4,  30,  31)  because  of  the  limited  data  set 
available.  Further  work  is  warranted  to  investigate  the  validity  of  this  assumption. 

The  radiologists  were  not  informed  of  the  prevalence  of  cancer  in  the  data  set. 
However,  they  would  likely  assume  that  the  prevalence  of  the  disease  was  higher  than 
that  in  the  diagnostic  population  in  clinical  practice.  This  is  because  most  laboratory 
ROC  studies  are  designed  to  have  approximately  equal  number  of  positive  and  negative 
cases  in  order  to  increase  the  statistical  power  for  the  same  total  number  of  cases  read 
(23)  and  our  observers  are  familiar  with  ROC  studies.  Gur  et  al  found  that  no  significant 
effects  could  be  measured  for  prevalence  in  the  range  of  2%  to  28%  in  laboratory  ROC 
experiments  (32).  It  is  not  known  if  their  findings  could  be  extended  to  prevalence  of 
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nearly  50%.  On  the  other  hand,  since  ROC  studies  are  usually  performed  to  measure  the 
relative  performances  of  two  (or  more)  modalities  instead  of  their  absolute  performances 
in  the  patient  population  at  large,  the  prevalence  effects  should  be  comparable  for  both 
modalities  and  would  be  unlikely  to  change  the  relative  performances,  as  assumed  in 
most  laboratory  ROC  studies. 

When  radiologists  perform  a  laboratory  experiment  with  CAD,  there  may  be  a 
concern  that  they  may  overly  rely  on  the  computer  results,  especially  if  they  know  that 
the  computer  classifier  is  very  accurate.  However,  our  observations  indicated  that  the 
radiologists  did  not  develop  a  tendency  to  follow  the  computer  ratings  in  this  study. 
First,  as  we  discussed  in  the  Results  section,  the  radiologists  did  not  change  their  LM 
rating  substantially  (i.e.,  greater  than  or  equal  to  5  on  the  100  point  scale)  with  CAD  in 
64%  (326/510)  of  the  readings.  Second,  the  correlation  analysis  (Table  4)  indicated  that 
the  LM  ratings  of  a  radiologist  with  and  without  CAD  were  highly  correlated,  whereas 
the  correlation  between  the  computer  scores  and  the  radiologists’  LM  ratings  with  CAD 
was  significantly  lower  for  four  readers.  Third,  before  all  the  readings  were  completed 
and  the  ROC  analysis  performed,  radiologists  did  not  know  if  their  Az  was  lower  or 
higher  than  that  of  the  computer.  They  also  did  not  have  feedback  after  reading  a  case 
regarding  whether  the  computer’s  rating  was  more  accurate  than  their  rating.  The 
radiologist  thus  had  no  way  to  know  that  they  would  improve  by  simply  following  the 
computer. 

The  US  images  used  for  analysis  by  the  CAD  system  in  this  study  constituted  a 
volume  that  contained  the  biopsy-proven  mass,  acquired  using  an  experimental  system. 
The  radiologists  in  our  observer  study  were  asked  to  characterize  the  masses  based  on 
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the  same  US  volumes.  In  clinical  practice,  typically,  these  readers  will  interactively 
optimize  the  image  quality  by  changing  the  probe  angle,  direction,  and  US  scan  settings 
for  a  given  mass.  The  images  interpreted  in  our  observer  performance  study  were 
therefore  different  from  those  our  radiologists  routinely  interpret.  The  potentially  less- 
than-optimal  image  quality  may  have  had  a  negative  impact  on  their  reading  accuracy. 
To  our  knowledge,  all  CAD  systems  developed  so  far  for  breast  US  operate  on  static 
images,  and  therefore  do  not  take  advantage  of  the  interactive  nature  of  US  imaging. 

The  use  of  3D  volumes  for  CAD  design  may  reduce  this  disadvantage  by  providing  a 
more  complete  description  of  the  mass  compared  to  a  few  2D  images  that  slice  through 
the  mass.  Similarly,  interpretation  of  3D  US  volumes  by  a  radiologist  may  offer 
advantages  compared  to  interpretation  of  only  a  few  hardcopy  images  acquired  by  a  US 
technologist,  although  interactive  acquisition  by  a  radiologist  may  still  be  the  best 
approach.  Although  current  CAD  systems  have  been  designed  for  off-line  processing  of 
recorded  US  images  to  facilitate  algorithm  development  in  the  laboratory,  it  is 
conceivable  that  the  processing  may  be  sped  up  to  real  time  or  within  seconds  of  the  US 
exam  by  firmware  implementation  in  the  future  to  make  it  compatible  with  clinical 
operations. 

Our  study  had  a  number  of  limitations.  As  described  in  the  Introduction,  one  of 
the  purposes  of  our  CAD  system  was  to  help  radiologists  reduce  the  benign  biopsy  rate 
without  affecting  the  sensitivity  of  breast  cancer  detection.  Our  data  set  therefore 
consisted  of  only  masses  that  were  recommended  for  biopsy  or  fine  needle  aspiration. 
However,  if  such  a  system  were  used  prospectively,  it  may  affect  the  management  of 
cases  that  the  radiologist  would  normally  recommend  for  a  follow-up.  It  is  therefore 
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important  in  the  future  to  investigate  the  performance  of  the  CAD  system  for  masses  that 
are  not  recommended  for  biopsy,  and  whose  outcomes  are  known  by  follow-up.  A 
second  limitation  is  that  all  the  cases  in  our  data  set  were  collected  using  the  same  US 
machine.  Although  we  believe  that  our  image  processing  methods  will  not  depend 
strongly  on  small  changes  in  image  quality  of  the  US  images,  the  CAD  system  needs  to 
be  evaluated  with  images  acquired  using  different  US  imaging  systems  to  ensure  its 
robustness  against  variations  in  image  acquisition  systems  and  parameters.  A  third 
limitation  is  that  all  the  observers  in  our  study  were  very  experienced  in  breast  imaging 
and  US  interpretation  so  that  the  effects  of  CAD  on  less  experienced  radiologists  are  still 
unknown.  Although  we  believe  that  less  experienced  readers  may  benefit  from  CAD  at 
least  as  much  as  the  experienced  radiologists,  if  not  more,  it  will  be  important  to 
investigate  the  effects  of  CAD  on  radiologists  with  mixed  experiences. 

Another  limitation  of  our  study  is  that  the  classifier  in  our  CAD  system  was 
trained  and  tested  using  a  leave-one-case-out  method,  and  the  segmentation  method  was 
optimized  using  a  small  subset  of  the  data  set.  In  the  leave-one-case-out  method  for 
classifier  design,  the  features  are  selected  and  the  classifier  is  designed  using  N-l  cases, 
and  the  designed  classifier  is  applied  to  the  left-out  case  to  determine  the  test  score.  Test 
scores  for  each  case  are  obtained  in  round-robin  order.  Although  this  is  known  as  a 
nearly  unbiased  classifier  design  method  (19),  the  performance  of  our  CAD  system  needs 
to  be  evaluated  using  independent  test  sets  in  order  to  assure  the  generalizability  of  our 
approach.  Nevertheless,  despite  the  need  to  confirm  that  the  computer  classifier  results 
are  generalizable,  our  observer  study  revealed  the  potential  benefits  that  CAD  may 
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provide  to  the  radiologists  for  the  characterization  of  masses,  if  a  CAD  system  with  the 
level  of  performance  used  in  our  study  is  available  as  a  second  opinion. 

Finally,  radiologists  generally  combine  information  from  US  with  that  from 
mammograms  to  reach  a  diagnostic  decision  while  the  current  study  only  used  the 
information  from  US  images.  The  effects  of  CAD  on  a  combined  US  and  mammogram 
evaluation  remain  to  be  investigated.  In  addition  to  these  limitations,  retrospective  ROC 
studies  cannot  emulate  many  factors  that  exist  in  clinical  practice  such  as  the 
psychological  effects  of  the  liability  of  missing  a  malignant  case.  The  results  observed  in 
laboratory  ROC  studies  thus  may  not  be  generalizable  to  clinical  settings.  However,  ROC 
observer  studies  have  been  established  as  the  one  of  the  best  available  methods  to-date  to 
compare  the  relative  performances  of  different  imaging  modalities  or  conditions.  A 
laboratory  ROC  study  is  therefore  an  important  first  step  to  assess  the  effectiveness  of 
CAD  for  assisting  radiologists  in  making  diagnostic  decisions  and  may  provide  pilot  data 
for  the  design  of  future  clinical  trials. 
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APPENDIX 


Feature  extraction 

The  feature  vector  for  a  given  mass  consisted  of  four  width-to-height  features, 
four  posterior  shadowing  features,  and  72  texture  features. 

The  width-to-height  features  for  a  mass  were  the  minimum,  maximum,  mean,  and 
the  standard  deviation  of  the  ratio  of  the  width  to  the  height  of  the  segmented  mass  for 
each  slice  containing  the  mass.  The  width  W  and  height  H  of  the  segmented  mass  in  a 
slice  were  defined  as  the  widest  and  the  tallest  cross-sections  of  the  mass  in  that  slice, 
respectively  (Figure  2). 

The  posterior  shadowing  features  for  a  mass  were  the  minimum,  maximum,  mean, 
and  the  standard  deviation  of  the  feature  extracted  from  each  slice  containing  the  mass. 

On  a  given  slice,  the  posterior  region  of  the  mass  was  divided  into  n  overlapping  vertical 
strips  as  shown  in  Figure  2.  The  width  of  each  strip  was  equal  to  W/4,  and  the  height  of 
the  strip  was  equal  to  H.  The  strips  were  defined  only  posterior  to  the  central  3  W/4 
portion  of  the  mass  so  that  bilateral  shadows  that  are  sometimes  associated  with 
fibroadenomas  could  be  avoided.  Let  P  denote  the  mean  grayscale  value  within  the 
darkest  posterior  strip,  and  M  denote  the  mean  grayscale  value  within  the  segmented 
mass.  The  difference  D  between  M  and  P  defined  how  dark  the  US  image  is  in  the 
darkest  posterior  strip  of  the  mass  compared  to  the  average  within  the  mass.  The 
posterior  shadowing  feature  for  the  slice  was  defined  as  the  normalized  difference  D/M. 

The  texture  features  were  extracted  from  disc-shaped  regions  posterior  and 
anterior  to  the  mass.  These  equal-sized  regions  contained  partly  the  interior  portion  of 
the  mass  and  partly  the  mass  margins.  The  total  area  of  the  anterior  and  posterior  regions 
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was  equal  to  the  area  of  the  segmented  mass.  An  example  of  the  anterior  disc-shaped 
region  is  shown  in  Figure  2.  On  each  slice  containing  the  mass,  spatial  gray  level 
dependence  (SGLD)  matrices,  S(d,  9)  were  extracted.  The  (i,j)ih  element  of  S(d,  6)  is  the 
relative  frequency  with  which  two  pixels,  one  with  gray  level  i  and  the  other  with  gray 
level  j,  separated  by  a  pixel  pair  distance  d  in  a  direction  9,  occur  in  the  image.  In  this 
study,  three  pixel  pair  distances,  d= 2,  4,  and  6,  and  two  pixel  pair  angles,  #=0°  and  90° 
were  used.  On  each  slice,  we  therefore  extracted  six  SGLD  matrices  from  the  anterior 
and  six  SGLD  matrices  from  the  posterior  disc-shaped  regions.  From  each  SGLD  matrix, 
six  texture  features  were  extracted.  These  features  were  information  measures  of 
correlation  1  and  2,  entropy,  difference  entropy,  sum  entropy,  and  energy.  The 
mathematical  definitions  of  these  features  can  be  found  in  the  literature  (33).  The  texture 
feature  vector  extracted  from  a  slice  was  therefore  72-dimensional.  These  vectors  were 
averaged  over  all  slices  containing  a  mass  to  obtain  the  texture  feature  vector  for  the 
mass. 
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TABLES 


Table  1. 

The  area  Az  under  ROC  curve,  and  the  partial  area  index  Az(0'9;  above  a  sensitivity 
of  0.9,  for  the  characterization  of  the  masses  in  the  data  set  without  and  with  CAD 
by  the  5  radiologists. 


Rad. 

No 

No  CAD 

Az 

With  CAD 

p  value 

No  CAD 

Az(°.9) 

With  CAD 

p  value 

1 

0.83±0.04 

0.89±0.03 

0.0008 

0.2510.10 

0.3510.14 

0.17 

2 

0.81  ±0.04 

0.86±0.04 

0.0005 

0.1410.08 

0.2310.12 

0.13 

3 

0.87±0.03 

0.91±0.03 

0.0486 

0.3910.12 

0.5310.12 

0.0747 

4 

0.82±0.04 

0.93±0.02 

0.0004 

0.3910.10 

0.6810.09 

0.0008 

5 

0.83±0.04 

0.9010.03 

0.0007 

0.2910.10 

0.4210.12 

0.0323 

Note  — The  Az  and  Az(0'9)  values  are  the  mean  ±  SD.  The  statistical  significance  for  each 
radiologist  was  estimated  as  described  in  the  literature  (24,  25). 
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Table  2. 


The  average  Az  and  Az(0  9)  values  without  and  with  CAD  for  the  five  radiologists, 
obtained  by  using  the  average  a  and  b  parameters  from  the  fitted  ROC  curves. 


Accuracy  measure 

No  CAD 

With  CAD 

p  value  (DBM) 

p  value  (paired  t-test) 

Az 

0.84 

0.90 

0.006 

0.005 

Az<°'9) 

0.30 

0.47 

— 

0.015 

Note  —  The  significance  of  the  change  in  the  Az  value  with  CAD  for  the  group  of  five 
radiologists  was  estimated  using  both  the  DBM  method  and  the  Student’s  two-tailed 
paired  t-test.  The  significance  of  the  change  in  the  Az(0  9)  value  was  estimated  using  the 
Student’s  two-tailed  paired  t-test. 
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Table  3. 


The  sensitivity  and  specificity  for  each  radiologist  at  decision  thresholds  of  2%  and  7% 
likelihood  of  malignancy. 


Rad. 

No. 

No  CAD* 

Sensitivity 

With  CAD* 

With  CAD** 

No  CAD* 

Specificity 

With  CAD* 

With  CAD** 

1 

56  (100) 

56  (100) 

56  (100) 

4 

(9) 

5 

(ID 

15 

(33) 

2 

51  (91) 

53  (95) 

49  (88) 

12 

(26) 

11 

(24) 

28 

(61) 

3 

52  (93) 

54  (96) 

53  (95) 

24 

(52) 

22 

(48) 

29 

(63) 

4 

55  (98) 

56  (100) 

56  (100) 

9 

(20) 

5 

(ID 

23 

(50) 

5 

56  (100) 

56  (100) 

56  (100) 

1 

(2) 

1 

(2) 

11 

(24) 

Avg. 

54  (96) 

55  (98) 

54  (96) 

10 

(22) 

9 

(19) 

21 

(46) 

Note  —  In  each  entry,  the  first  number  denotes  the  number  of  correctly  classified 
lesions,  and  the  number  in  parentheses  denotes  the  percentage  (i.e.,  sensitivity  for 
the  first  three  columns,  and  the  specificity  for  the  last  three  columns).  The  total 
numbers  of  malignant  and  benign  lesions  are  56  and  46,  respectively. 

*  The  columns  entitled  “No  CAD*”  and  “With  CAD*”  show  the  sensitivity  and 
specificity  at  the  decision  threshold  of  2%  likelihood  of  malignancy,  without  and 
with  CAD,  respectively. 

**  The  columns  entitled  “With  CAD**”  show  the  sensitivity  and  specificity  with 
CAD  at  a  hypothetical  decision  threshold  of  7%  likelihood  of  malignancy,  for 
which  the  average  sensitivity  would  be  the  same  as  that  without  CAD  (96%),  but 
the  average  specificity  would  increase  to  46%. 
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Table  4. 


Correlations  between  the  radiologists’  LM  ratings  with  and  without  CAD,  and  those 
between  radiologists’  LM  ratings  with  CAD  and  computer  scores.  The  statistical 
significance  in  the  difference  between  the  two  correlation  coefficients  of  each 
radiologist  was  estimated  using  Cohen  and  Cohen’s  method  (27). 


Rad.  No 

Correlation  between  LM  ratings  with  CAD  and 

LM  ratings  w/o  CAD  Computer  scores 

p-value 

1 

0.94 

0.70 

<10'6 

2 

0.96 

0.61 

<10'6 

3 

0.96 

0.72 

<10'6 

4 

0.86 

0.83 

0.26 

5 

0.94 

0.70 

<10'6 
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CAPTIONS  FOR  ILLUSTRATIONS 


Figure  1:  Five  slices  containing  a  malignant  mass  and  the  result  of  computer 
segmentation. 

Figure  2:  For  feature  extraction,  the  width  W  and  height  H  of  the  mass  on  a  slice  were 
defined  as  the  widest  and  the  tallest  cross-sections  of  the  mass  in  that  slice,  respectively. 
The  mean  gray  level  values  within  the  overlapping  posterior  strips  R(i)  and  the 

r 

segmented  mass  were  used  to  define  the  posterior  shadowing  features.  The  disc-shaped 
regions  for  texture  feature  extraction  followed  the  shape  of  the  mass  and  contained  partly 
the  segmented  mass  and  partly  its  margins.  An  example  of  the  anterior  disc-shaped 
region  is  shown  as  the  gray  area  above  the  segmented  mass. 

Figure  3:  The  graphical  user  interface.  The  biopsy-proven  lesion  was  marked  by  an 
arrow,  which  could  be  switched  off  when  the  radiologist  assessed  the  mass.  The 
interface  allowed  the  users  to  navigate  through  the  volume,  and  to  adjust  the  contrast  and 
brightness.  The  radiologists  first  provided  their  assessment  for  the  mass  in  six 
categories,  which  were  1)  overall  US  impression;  2)  shape;  3)  margins;  4)  echogenicity; 
5)  through  transmission;  and  6)  other  features.  They  then  provided  a  likelihood  of 
malignancy  rating  without  CAD.  Finally,  the  computer’s  malignancy  score  for  the  mass 
was  displayed  and  the  radiologists  had  an  option  to  revise  their  rating  after  taking  into 
consideration  the  computer’s  opinion. 

Figure  4:  The  average  ROC  curves  of  the  radiologists  with  and  without  CAD,  and  the 
ROC  curve  of  the  computer  classifier.  The  average  ROC  curves  were  constructed  by 
using  the  mean  a  and  b  values  of  the  individual  observers’  ROC  curves. 
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Figure  5:  The  histogram  of  the  change  in  radiologists’  ratings  with  CAD.  For  the 
majority  of  the  masses  (59%  of  malignant  masses  and  70%  of  benign  masses)  the  change 
was  in  the  range  of  -4  to  4.  When  the  change  in  the  scores  with  CAD  was  greater  than  or 
equal  to  the  range  of  -5  to  5,  the  change  was  called  substantial.  For  malignant  masses, 
the  ratings  were  substantially  increased  for  an  average  of  34%  (95/280)  and  decreased  for 
7%  (19/280)  of  the  readings.  For  benign  masses,  the  ratings  were  substantially  increased 
for  14%  (32/230)  and  decreased  for  17%  (38/230)  of  the  readings. 

Figure  6:  The  histogram  of  the  mean  change  in  the  LM  ratings  of  radiologists  with 
CAD.  The  mean  change  for  a  mass  was  computed  by  averaging  the  changes  in  the  LM 
ratings  for  that  mass  over  the  five  radiologists  who  participated  in  the  study.  For  benign 
masses,  the  overall  average  LM  rating  decrease  was  0.77,  which  did  not  achieve 
statistical  significance  (p=0.51).  For  malignant  masses  the  overall  average  LM  rating 
increase  was  5.59,  which  was  statistically  significant  (pcO.0001). 
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ILLUSTRATIONS 


Figure  1 :  Five  slices  containing  a  malignant  mass  and  the  result  of  computer 
segmentation. 
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Figure  2:  For  feature  extraction,  the  width  W  and  height  H  of  the  mass  on  a  slice  were 
defined  as  the  widest  and  the  tallest  cross-sections  of  the  mass  in  that  slice,  respectively. 
The  mean  gray  level  values  within  the  overlapping  posterior  strips  R(i)  and  the 
segmented  mass  were  used  to  define  the  posterior  shadowing  features.  The  disc-shaped 
regions  for  texture  feature  extraction  followed  the  shape  of  the  mass  and  contained  partly 
the  segmented  mass  and  partly  its  margins.  An  example  of  the  anterior  disc-shaped 
region  is  shown  as  the  gray  area  above  the  segmented  mass. 
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Figure  3:  The  graphical  user  interface.  The  biopsy-proven  lesion  was  marked  by  an 
arrow,  which  could  be  switched  off  when  the  radiologist  assessed  the  mass.  The 
interface  allowed  the  users  to  navigate  through  the  volume,  and  to  adjust  the  contrast  and 
brightness.  The  radiologists  first  provided  their  assessment  for  the  mass  in  six 
categories,  which  were  1)  overall  US  impression;  2)  shape;  3)  margins;  4)  echogenicity; 
5)  through  transmission;  and  6)  other  features.  They  then  provided  a  likelihood  of 
malignancy  rating  without  CAD.  Finally,  the  computer’s  malignancy  score  for  the  mass 
was  displayed  and  the  radiologists  had  an  option  to  revise  their  rating  after  taking  into 
consideration  the  computer’s  opinion. 
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Figure  4:  The  average  ROC  curves  of  the  radiologists  with  and  without  CAD,  and  the 
ROC  curve  of  the  computer  classifier.  The  average  ROC  curves  were  constructed  by 
using  the  mean  a  and  b  values  of  the  individual  observers’  ROC  curves. 
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Figure  5:  The  histogram  of  the  change  in  radiologists’  ratings  with  CAD.  For  the 
majority  of  the  masses  (59%  of  malignant  masses  and  70%  of  benign  masses)  the  change 
was  in  the  range  of  -4  to  4.  When  the  change  in  the  scores  with  CAD  was  greater  than  or 
equal  to  the  range  of  -5  to  5,  the  change  was  called  substantial.  For  malignant  masses, 
the  ratings  were  substantially  increased  for  an  average  of  34%  (95/280)  and  decreased  for 
7%  (19/280)  of  the  readings.  For  benign  masses,  the  ratings  were  substantially  increased 
for  14%  (32/230)  and  decreased  for  17%  (38/230)  of  the  readings. 
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Average  change  in  rating  with  CAD 

Figure  6:  The  histogram  of  the  mean  change  in  the  LM  ratings  of  radiologists  with  CAD. 
The  mean  change  for  a  mass  was  computed  by  averaging  the  changes  in  the  LM  ratings 
for  that  mass  over  the  five  radiologists  who  participated  in  the  study.  For  benign  masses, 
the  overall  decrease  in  the  average  LM  rating  was  0.77,  which  did  not  achieve  statistical 
significance  (p=0.51).  For  malignant  masses  the  overall  increase  in  the  average  LM 
rating  was  5.59,  which  was  statistically  significant  (pcO.OOOl). 
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ACCURACY  IN  CHARACTERIZING  BREAST  MASSES  USING  MAMMOGRAMS  AND 
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B  Sahiner  fP);  H  Chan;  L  M  Hadjiiski;  M  A  Roubidoux;  C  P  Paramagul;  M  A  Helvie  ;  et  al. 
PURPOSE 

Computer-aided  diagnosis  (CAD)  methods  have  previously  been  developed  to  assist  radiologists  in 
characterizing  breast  masses  on  mammograms  and  ultrasound  (US)  images.  In  this  study,  we 
developed  a  classifier  that  merged  information  from  both  modalities,  and  assessed  its  effect  on 
radiologists'  accuracy. 

METHOD  AND  MATERIALS 

The  data  set  consisted  of  images  from  67  patients  containing  biopsy-proven  solid  masses  (32 
benign  and  35  malignant).  An  experienced  radiologist  identified  the  region  of  interest  (ROI) 
containing  the  lesion  on  both  modalities.  The  3D  US  volumetric  data  were  collected  as  cine-clips 
when  the  transducer  was  translated  across  the  lesion.  US  and  mammographic  features  were 
automatically  extracted  based  on  the  margin,  spiculation,  shadowing,  and  shape  characteristics  of 
the  masses.  The  features  were  combined  into  a  malignancy  score  using  a  computer  classifier 
designed  with  a  leave-one-case-out  method.  Five  MQSA  radiologists  participated  in  the  ROC  study. 
First,  the  radiologist  read  the  mammogram  ROIs,  and  provided  a  BIRADS  score  and  a  malignancy 
rating.  Second,  the  US  images  were  displayed  along  with  the  mammogram  ROIs,  the  radiologist 
provided  a  second  malignancy  rating,  and  recommended:  (i)  1-year  follow-up;  (ii)  short-term 
follow-up;  or  (iii)  biopsy.  Third,  the  computer  score  was  displayed,  and  the  radiologist  provided  a 
third  malignancy  rating  and  revised  the  recommended  action.  The  classification  accuracy  was 
quantified  using  the  area  under  ROC  curve,  Az. 

RESULTS 

The  computer  classifier  achieved  a  test  Az  value  of  0.91.  When  reading  mammograms  alone,  the 
radiologists  had  an  average  Az  of  0.88  (range:  0.82-0.93).  When  the  mammograms  were 
supplemented  by  US  images,  the  average  Az  increased  to  0.92  (range:0.86-0.96).  With  CAD,  the 
average  Az  increased  significantly  (p=0.03)  to  0.95  (range:0.90-0.98).  The  average  sensitivity  for 
biopsy  recommendation  also  improved  from  0.96  to  0.98,  and  average  specificity  improved  from 
0.37  to  0.39. 

CONCLUSIONS 

The  radiologists  were  more  accurate  in  characterizing  masses  when  both  mammograms  and 
volumetric  US  images  were  available.  A  well-trained  computer  algorithm  can  improve  radiologists' 
accuracy  even  in  this  multi-modality  reading  condition. 
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Abstract 


Ultra  sc  untl  (US)  and  mammography  are  two  commonly  used  modalities  for  characterization  of  breast 
masses.  We  are  developing  techniques  for  computerized  characterization  of  masses  on  these  two 
modalities,  and  for  the  fusion  of  the  computer-extracted  information.  Our  goal  is  to  provide  a  consistent 
and  reliable  computer-based  second  opinion  to  radiologists  that  may  improve  their  accuracy  in 
characterizing  breast  masses. 

We  have  developed  automated  segmentation  algorithms  based  on  2D  and  3D  active  contour  models  for 
the  segmentation  of  the  masses  on  mammograms  and  3D  US  images.  US  features  that  may  be  useful 
for  characterizing  masses  as  malignant  or  benign  were  extracted  based  on  the  margin,  shadowing,  and 
shape  characteristics  of  the  mass.  Mammographic  features  were  extracted  based  on  texture, 
morphological,  and  spicuiation  characteristics. 

We  have  investigated  the  accuracy  of  a  classifier  based  on  computer-extracted  mamrncgraphic  features 
alone,  US  features  alone,  and  the  combined  feature  space.  The  accuracy  of  the  designed  classifier  was 
evaluated  using  receiver  operating  characteristic  (ROC)  methodology.  The  area  A_,  underthe  test  ROC 
curve  fcr  the  computer  classifier  using  the  US  images  alone,  mammograms  alone,  and  the  combined 
feature  space  were  O.GB±0.04,  Q.8G±0.05.  and  0.91±0.03.  respectively. 

We  have  also  investigated  the  effect  of  the  designed  multi-modality  classifier  on  radiologists'  accuracy 
in  characterizing  masses.  Ten  UfOSA  radiologists  participated  in  an  RDC  study.  First,  the  radiologist 
read  the  region  of  interest  I R 0 1 )  on  the  mammograms  that  contained  the  mass,  and  provided  a  BI-RADS 
score  and  a  malignancy  rating.  Second,  the  US  images  were  displayed  in  addition  to  the  mammogram 
ROis,  and  the  radiologist  provided  a  second  malignancy  rating,  and  recommended  either  follow-up  or 
biopsy.  Third,  the  CAD  results  were  displayed,  and  the  radiologist  provided  a  third  malignancy  rating 
and  revised  the  recommended  action.  With  CAD,  the  average  A*  increased  significantly  (p=0.Q5)  from 
0.93  to  0.95.  The  average  sensitivity  for  biopsy  recommendation  improved  from  D.3B  to  0.93,  and 
average  specificity  improved  from  0.27  to  0.29.  Alternatively,  if  a  biopsy  recommendation  threshold 
could  be  chosen  such  that  the  sensitivity  were  maintained  at  98%,  the  specificity  would  increase  to  39% 
with  CAD. 

Our  results  indicate  that  the  designed  multi-modality  classifier  significantly  increases  the  accuracy  of 
radiologists'  assessment  of  masses.  Our  system  therefore  has  a  potential  to  be  a  valuable  clinical  tool 

trade-eft  in  sensitivity. 


Mamma 
view  #1 


Marnmo 
view  #2 


Computerized  Mass  Characterization 


kK.yllOITj 

j  -  . 


\  cV- 


ilamtrio.  feature 

vector 


The  30  US  us 

volume  is  slice 

acquired  by  #■) 

translating  the 
£  transducer 
across  the 


lesion 


US 

slice 

#N 


’I  Fealu 

^.extiacfion 

1 

Computerized 
— ►  ch  ara  cterizati  on 

score 

I  F.  ;  -  - 

?  . ^ 

j 

extract 

f1*™  *  :  ■ 

pi 

] 

1 

— * 

US  feature  | 
vector  | 

Fig.  1.  The  Overall  block  diagram  for  the  computerized  multrmodality  breast  mass 
classifier  that  uses  multi-view  mammograms  and  3D  ultrasound  volumes. 


Wl 


Mammographic  Feature 
Extraction 


Rubber  Band 
ronsform  CRBS 


1'  OXt Ufd 

features 


Spiculation 

detection 


features 


j  Spfcwhfllon 
I  features 


Morphological  features 

Fourier  descriptors 
Normalized:  radial  length 
Convexity 
C  ontrast 

Shape  (area,  perimeter, 
compactness,  etc.} 


Original 
region  of 
interest 


Seg¬ 

mented 

mass 


RBST  image 

Fig.  2:  Texture  features  are  extracted  f  rom  the 
run-length  statistics  matrices  obtained  from 
rubber-band  straightening  transform  (RBST} 
images. 
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Fig.  3:  Spiculation  features  are  based  on 
a  spiculation  measure  extracted  from  the 
Statistics  of  image  gradient  direction 
relative  to  the  normal  to  mass  border. 
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Feature  Extraction  from 
Ultrasound  Volumes 
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Fig.  5:  Width-to-helght  feature  is 
defined  as  the  ratio  of  the  widest 
sect  ion  to  the  tallest  section  of  the 
mass.  The  shadowing  features  wets 
extracted  by  analyzing  overlapping 
vertical  strips  posteriorto  the  mass. 


Fig.  4:  Texture  features  are  extracted  fremthe  upper  and 
tower  disc -shaped  regions  at  the  mass  margins.  The 
mass  outline  is  automatically  segmented  using  a  3D 
active  contour  model. 
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Computerized  Characterization  Results 

Our  data  set  consisted  of  US  Volumes  and  mammograms  from.  67  patients  who  had  a 
| mammographically  visible  solid  mass  deemed  suspicious  or  highly  suggestive  of  malignancy.  All 
it  patients  underwent  biopsy  or  fine  needle  aspiration.  Thirty  two  of  the  masses  were  benign  and  35 
were  malignant.  The  total  number  of  mammcgraphic  views  was  T63,  with  each  case  containing 
|  between  one  and  three  views  (CC,  MLO,  or  LAT),  The  blopsied  mass  oh  the  mammograms  and  the 
i.  US  volumes  was  identified  by  an  f/GSA  (Mammography  Quality  Standards  Act!  qualified  radiologist 
using  clinical  images  and  case  reports  to  confirm  that  the  identified  region  contained  the  bicpsled 
mass.  The  mammcgraphic  and  ultrasound  features  were  combined  into  a  malignancy  score  using  a 
;  stepwise  linear  discriminant  analysis  classifier  (Fig.  1),  trained  and  tested  using  a  leave-one-case- 
■  out  method.  The  malignancy  scores  were  analyzed  using  Receiver  Operating  Characteristic  {ROC} 
E  methodology.  The  area  A_.  under  the  ROC  curve  was  used  as  the  measure  of  accu  racy. 

1  ‘0  I-1 — ' — '  — * —  Fig.  6:  Th  e  ROC  curves  for  the  co  mputer  classifier 

jj  ■  using  mammograms  alone,  US  volume  alone,  and 

I  $  OS'  A  ,  the  combination  of  both  modalities. 
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Observer  Performance  Study 


We  conducted  an  observer  performance  study  to  investigate  the  effect  of  the  multimodality 
computer  classifier  on  radiologists'  accuracy  in  characterizing  breast  masses.  Ten  MQSA 
radiologists  evaluated  the  images  in  randomized  reading  order.  First,  the  radiologist  read  the 
mammogram  ROls,  and  provided  a  BI-RADS  score  and  a  likelihood  of  malignancy  rating.  Second, 
the  US  images  were  displayed  along  with  the  mammogram  ROls,  the  radiologist  provided  a  second 
malignancy  rating,  and  recommended:  (ij  1 -year  follow-up;  (ii)  short-term  follow-up:  or(iS)  biopsy. 
Third,  the  computer  score  was  displayed,  and  the  radiologist  provided  a  third  malignancy  rating  and 
revised  the  recommended  action.  The  radiologist  ratings  were  analyzed  using  Dorf man-Berbaum- 
Metz  multiple  readermuitiple  case  (MRWC)  ROC  analysis. 
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Fig.  T:  The  average  ROC  curves  of 
radiologists  interpreting  mammograms 
alone,  and  mammograms  supplemented 
by  US  volumes.  The  improvement  with  US 
was  statistically  significant  {p=0.03). 
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Fig.  8:  The  average  ROC  curves  of 
radiologists  interpreting  mammograms 
and  US  volumes  without  and  with  CAD. 
The  improvement  with  CAD  was 
statistically  significant  |p=0.05). 
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Observer  Performance 


Fig.  9:  The  graphical  user  interface 
designed  forthe  observer  study 
experiment.  The  user  can  scroll 
through  the  US  volume  in  cine  mode, 
and  ch  ange  settings  such  as 
contrast  and  brightness  tor  each 
image.  Aft  er  the  observer  provides  a 
likelihood  of  malignancy  rating  for 
th  e  case,  th  e  CAD  score  is  displayed 
and  the  observer  has  an  option  to 
change  his/her  rating. 
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Fig.  10:  The  values  ofcach  radiologist  underthe  three 
reading  conditions.  The  accuracy  of  each  radiologist 
Improved  with  US.  Each  radiologist  except  one  improved 
further  when  they  read  with  CAD. 
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Fig.  11:  The  sensitivity  and  specificity 
for  each  reading  condition  based  on  the 
BI-RADS  rating  orthe action  category. 
Alternatively,  if  a  threshold  Could  be 
selected  so  that  the  sensitivity  with  CAD 
were  maintained  at  96%, the  specificity 
with  CAD  would  increase  to  39%. 
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